
4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

LABORATORY REPORT

Prepared For: APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention: Arnold Slowman Sampled: 

    Received: 

Issued: 

12/17/12-12/18/12

12/19/12

01/25/13 10:26

The results listed within this Laboratory Report pertain only to the samples tested in the laboratory.  The analyses contained in this report 

were performed in accordance with the applicable certifications as noted.  All soil samples are reported on a wet weight basis unless 

otherwise noted in the report.  This Laboratory Report is confidential and is intended for the sole use of TestAmerica and its client. This 

report shall not be reproduced, except in full, without written permission from TestAmerica.  The Chain(s) of Custody, 8 pages, are 

included and are an integral part of this report.  

This entire report was reviewed and approved for release.

Project: NPDES Priority Pollutants Outfall 

01A-MLC

NELAP #01109CA / AZ100001  Arizona DHS#AZ0728

CASE NARRATIVE

MATRIXCLIENT IDLABORATORY ID

PVL1263-01 MLC (Outfall 01A)-A Water

PVL1263-02 MLC (Outfall 01A)-B Water

PVL1263-03 MLC (Outfall 01A)-C Water

PVL1263-04 MLC (Outfall 01A)-D Water

PVL1263-05 MLC (Outfall 01A) Water

PVL1263-06 MLC (Outfall 01A) Water

PVL1263-07 Trip Blank Water

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily
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4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

SAMPLE RECEIPT: Samples were received intact, at 4°C, on ice and with chain of custody documentation.

HOLDING TIMES: All samples were analyzed within prescribed holding times and/or in accordance with the TestAmerica 

Sample Acceptance Policy unless otherwise noted in the report.

Cyanide samples are tested for the presence of sulfide within 24hrs of sampling.  The sample requiring 

cyanide was received and tested after the 24hr period.

PRESERVATION: Samples requiring preservation were verified prior to sample analysis.

QA/QC CRITERIA: All analyses met method criteria, except as noted in the report with data qualifiers.

N1-No Matrix Spike Duplicate is being reported with batch 12L0903 due to a bad purge. The Laboratory 

Control Sample / Laboratory Control Sample Duplicate RPDs were within acceptance limits for all 

compounds except Acetone. All associated samples had results less than the reporting limit for Acetone 

therefore the data is not impacted.

COMMENTS: Results that fall between the MDL and RL are 'E4' flagged.

SUBCONTRACTED: Refer to the last page for specific subcontract laboratory information included in this report.

Reviewed By:

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 2 of 75>



4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

HEXANE EXTRACTABLE MATERIAL BY EPA METHOD 1664A

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-05 (MLC (Outfall 01A) - Water) Sampled:  12/17/12
Reporting Units:  mg/l

EPA 1664AN-Hexane Extractable (HEM) 12L1072 5.0 ND 12/28/12 12/28/121N/A

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 3 of 75>



4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

VOLATILE ORGANICS BY GC/MS (EPA 5030B/8260B)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-01 (MLC (Outfall 01A)-A - Water) Sampled:  12/17/12
Reporting Units:  ug/l

EPA 8260BDichlorodifluoromethane 12L0924 1.0 ND 12/26/12 12/26/121N/A

Surrogate: Dibromofluoromethane (70-130%) 110 %

Surrogate: Toluene-d8 (70-130%) 100 %

Surrogate: 4-Bromofluorobenzene (70-130%) 97 %

Sample ID: PVL1263-02 (MLC (Outfall 01A)-B - Water) Sampled:  12/17/12
Reporting Units:  ug/l

EPA 8260BDichlorodifluoromethane 12L0924 1.0 ND 12/26/12 12/26/121N/A

Surrogate: Dibromofluoromethane (70-130%) 109 %

Surrogate: Toluene-d8 (70-130%) 101 %

Surrogate: 4-Bromofluorobenzene (70-130%) 98 %

Sample ID: PVL1263-03 (MLC (Outfall 01A)-C - Water) Sampled:  12/18/12
Reporting Units:  ug/l

EPA 8260BDichlorodifluoromethane 12L0903 1.0 ND 12/24/12 12/24/121N/A

Surrogate: Dibromofluoromethane (70-130%) 100 %

Surrogate: Toluene-d8 (70-130%) 103 %

Surrogate: 4-Bromofluorobenzene (70-130%) 103 %

Sample ID: PVL1263-04 (MLC (Outfall 01A)-D - Water) Sampled:  12/18/12
Reporting Units:  ug/l

EPA 8260BDichlorodifluoromethane 12L0903 1.0 ND 12/24/12 12/24/121N/A

Surrogate: Dibromofluoromethane (70-130%) 103 %

Surrogate: Toluene-d8 (70-130%) 103 %

Surrogate: 4-Bromofluorobenzene (70-130%) 101 %

Sample ID: PVL1263-07 (Trip Blank - Water) Sampled:  12/17/12
Reporting Units:  ug/l

EPA 8260BDichlorodifluoromethane 12L0903 1.0 ND 12/24/12 12/24/121N/A

Surrogate: Dibromofluoromethane (70-130%) 104 %

Surrogate: Toluene-d8 (70-130%) 101 %

Surrogate: 4-Bromofluorobenzene (70-130%) 101 %

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 4 of 75>



4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

PURGEABLES BY GC/MS (EPA 624)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-01 (MLC (Outfall 01A)-A - Water) Sampled:  12/17/12
Reporting Units:  ug/l

EPA 6241,1,1-Trichloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,1,2,2-Tetrachloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,1,2-Trichloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,1-Dichloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,1-Dichloroethene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,2-Dichlorobenzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,2-Dichloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,2-Dichloropropane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,3-Dichlorobenzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,4-Dichlorobenzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Benzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Bromodichloromethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Bromoform 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Bromomethane 12L0828 5.0 ND 12/21/12 12/21/121N/A

EPA 624Carbon tetrachloride 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Chlorobenzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Chloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Chloroform 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Chloromethane 12L0828 5.0 ND 12/21/12 12/21/121N/A

EPA 624cis-1,3-Dichloropropene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Dibromochloromethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Ethylbenzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Methylene Chloride 12L0828 2.0 ND 12/21/12 12/21/121N/A

EPA 624Tetrachloroethene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Toluene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624trans-1,2-Dichloroethene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624trans-1,3-Dichloropropene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Trichloroethene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Trichlorofluoromethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Vinyl chloride 12L0828 1.0 ND 12/21/12 12/21/121N/A

Surrogate: 4-Bromofluorobenzene (70-130%) 103 %

Surrogate: Dibromofluoromethane (70-130%) 108 %

Surrogate: Toluene-d8 (70-130%) 104 %

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 5 of 75>



4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

PURGEABLES BY GC/MS (EPA 624)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-02 (MLC (Outfall 01A)-B - Water) Sampled:  12/17/12
Reporting Units:  ug/l

EPA 6241,1,1-Trichloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,1,2,2-Tetrachloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,1,2-Trichloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,1-Dichloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,1-Dichloroethene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,2-Dichlorobenzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,2-Dichloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,2-Dichloropropane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,3-Dichlorobenzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 6241,4-Dichlorobenzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Benzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Bromodichloromethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Bromoform 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Bromomethane 12L0828 5.0 ND 12/21/12 12/21/121N/A

EPA 624Carbon tetrachloride 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Chlorobenzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Chloroethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Chloroform 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Chloromethane 12L0828 5.0 ND 12/21/12 12/21/121N/A

EPA 624cis-1,3-Dichloropropene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Dibromochloromethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Ethylbenzene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Methylene Chloride 12L0828 2.0 ND 12/21/12 12/21/121N/A

EPA 624Tetrachloroethene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Toluene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624trans-1,2-Dichloroethene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624trans-1,3-Dichloropropene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Trichloroethene 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Trichlorofluoromethane 12L0828 1.0 ND 12/21/12 12/21/121N/A

EPA 624Vinyl chloride 12L0828 1.0 ND 12/21/12 12/21/121N/A

Surrogate: 4-Bromofluorobenzene (70-130%) 99 %

Surrogate: Dibromofluoromethane (70-130%) 102 %

Surrogate: Toluene-d8 (70-130%) 103 %

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 6 of 75>



4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

PURGEABLES BY GC/MS (EPA 624)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-03 (MLC (Outfall 01A)-C - Water) Sampled:  12/18/12
Reporting Units:  ug/l

EPA 6241,1,1-Trichloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,1,2,2-Tetrachloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,1,2-Trichloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,1-Dichloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,1-Dichloroethene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,2-Dichlorobenzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,2-Dichloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,2-Dichloropropane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,3-Dichlorobenzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,4-Dichlorobenzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Benzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Bromodichloromethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Bromoform 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Bromomethane 12L0915 5.0 ND 12/26/12 12/26/121N/A

EPA 624Carbon tetrachloride 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Chlorobenzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Chloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Chloroform 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Chloromethane 12L0915 5.0 ND 12/26/12 12/26/121N/A

EPA 624cis-1,3-Dichloropropene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Dibromochloromethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Ethylbenzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Methylene Chloride 12L0915 2.0 ND 12/26/12 12/26/121N/A

EPA 624Tetrachloroethene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Toluene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624trans-1,2-Dichloroethene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624trans-1,3-Dichloropropene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Trichloroethene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Trichlorofluoromethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Vinyl chloride 12L0915 1.0 ND 12/26/12 12/26/121N/A

Surrogate: 4-Bromofluorobenzene (70-130%) 103 %

Surrogate: Dibromofluoromethane (70-130%) 102 %

Surrogate: Toluene-d8 (70-130%) 104 %

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 7 of 75>
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

PURGEABLES BY GC/MS (EPA 624)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-04 (MLC (Outfall 01A)-D - Water) Sampled:  12/18/12
Reporting Units:  ug/l

EPA 6241,1,1-Trichloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,1,2,2-Tetrachloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,1,2-Trichloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,1-Dichloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,1-Dichloroethene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,2-Dichlorobenzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,2-Dichloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,2-Dichloropropane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,3-Dichlorobenzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 6241,4-Dichlorobenzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Benzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Bromodichloromethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Bromoform 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Bromomethane 12L0915 5.0 ND 12/26/12 12/26/121N/A

EPA 624Carbon tetrachloride 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Chlorobenzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Chloroethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Chloroform 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Chloromethane 12L0915 5.0 ND 12/26/12 12/26/121N/A

EPA 624cis-1,3-Dichloropropene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Dibromochloromethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Ethylbenzene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Methylene Chloride 12L0915 2.0 ND 12/26/12 12/26/121N/A

EPA 624Tetrachloroethene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Toluene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624trans-1,2-Dichloroethene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624trans-1,3-Dichloropropene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Trichloroethene 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Trichlorofluoromethane 12L0915 1.0 ND 12/26/12 12/26/121N/A

EPA 624Vinyl chloride 12L0915 1.0 ND 12/26/12 12/26/121N/A

Surrogate: 4-Bromofluorobenzene (70-130%) 102 %

Surrogate: Dibromofluoromethane (70-130%) 106 %

Surrogate: Toluene-d8 (70-130%) 104 %

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 8 of 75>
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

PURGEABLES BY GC/MS (EPA 624)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-07 (Trip Blank - Water) Sampled:  12/17/12
Reporting Units:  ug/l

EPA 6241,1,1-Trichloroethane 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 6241,1,2,2-Tetrachloroethane 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 6241,1,2-Trichloroethane 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 6241,1-Dichloroethane 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 6241,1-Dichloroethene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 6241,2-Dichlorobenzene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 6241,2-Dichloroethane 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 6241,2-Dichloropropane 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 6241,3-Dichlorobenzene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 6241,4-Dichlorobenzene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Benzene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Bromodichloromethane 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Bromoform 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Bromomethane 12L0976 5.0 ND 12/27/12 12/27/121N/A

EPA 624Carbon tetrachloride 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Chlorobenzene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Chloroethane 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Chloroform 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Chloromethane 12L0976 5.0 ND 12/27/12 12/27/121N/A

EPA 624cis-1,3-Dichloropropene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Dibromochloromethane 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Ethylbenzene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Methylene Chloride 12L0976 2.0 ND 12/27/12 12/27/121N/A

EPA 624Tetrachloroethene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Toluene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624trans-1,2-Dichloroethene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624trans-1,3-Dichloropropene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Trichloroethene 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Trichlorofluoromethane 12L0976 1.0 ND 12/27/12 12/27/121N/A

EPA 624Vinyl chloride 12L0976 1.0 ND 12/27/12 12/27/121N/A

Surrogate: 4-Bromofluorobenzene (70-130%) 98 %

Surrogate: Dibromofluoromethane (70-130%) 102 %

Surrogate: Toluene-d8 (70-130%) 100 %

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 
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4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

PURGEABLES BY GC/MS, TENTATIVELY IDENTIFIED COMPOUNDS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-01 (MLC (Outfall 01A)-A - Water) Sampled:  12/17/12
Reporting Units:  ug/l

EPA 8260Bbis(chloromethyl) ether 12L0924 NA ND T712/26/12 12/26/121N/A

Sample ID: PVL1263-02 (MLC (Outfall 01A)-B - Water) Sampled:  12/17/12
Reporting Units:  ug/l

EPA 8260Bbis(chloromethyl) ether 12L0924 NA ND T712/26/12 12/26/121N/A

Sample ID: PVL1263-03 (MLC (Outfall 01A)-C - Water) Sampled:  12/18/12
Reporting Units:  ug/l

EPA 8260Bbis(chloromethyl) ether 12L0903 NA ND T712/24/12 12/24/121N/A

Sample ID: PVL1263-04 (MLC (Outfall 01A)-D - Water) Sampled:  12/18/12
Reporting Units:  ug/l

EPA 8260Bbis(chloromethyl) ether 12L0903 NA ND T712/24/12 12/24/121N/A

Sample ID: PVL1263-07 (Trip Blank - Water) Sampled:  12/17/12
Reporting Units:  ug/l

EPA 8260Bbis(chloromethyl) ether 12L0903 NA ND T712/24/12 12/24/121N/A

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 10 of 75>



4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

ACID & BASE/NEUTRALS BY GC/MS (EPA 625)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-06 (MLC (Outfall 01A) - Water) Sampled:  12/18/12 RL1

Reporting Units:  ug/l

EPA 625n-Nitrosodimethylamine 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Bis(2-chloroethyl)ether 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Phenol 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6252-Chlorophenol 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Bis(2-chloroisopropyl)ether 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Hexachloroethane 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625n-Nitroso-di-n-propylamine 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Nitrobenzene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Isophorone 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6252-Nitrophenol 12L0874 34 ND 12/22/12 12/29/122.3N/A

EPA 6252,4-Dimethylphenol 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Bis(2-chloroethoxy)methane 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6252,4-Dichlorophenol 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6251,2,4-Trichlorobenzene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Naphthalene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Hexachlorobutadiene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6254-Chloro-3-methylphenol 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Hexachlorocyclopentadiene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6252,4,6-Trichlorophenol 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6252-Chloronaphthalene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Acenaphthylene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Dimethyl phthalate 12L0874 46 ND 12/22/12 12/29/122.3N/A

EPA 6252,6-Dinitrotoluene 12L0874 23 ND C12/22/12 12/29/122.3N/A

EPA 625Acenaphthene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6252,4-Dinitrophenol 12L0874 110 ND C12/22/12 12/29/122.3N/A

EPA 6252,4-Dinitrotoluene 12L0874 23 ND C12/22/12 12/29/122.3N/A

EPA 6254-Nitrophenol 12L0874 57 ND 12/22/12 12/29/122.3N/A

EPA 625Fluorene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6254-Chlorophenyl phenyl ether 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Diethyl phthalate 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6254,6-Dinitro-2-methylphenol 12L0874 110 ND C12/22/12 12/29/122.3N/A

EPA 625n-Nitrosodiphenylamine 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6251,2-Diphenylhydrazine (as Azobenzene) 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6254-Bromophenyl phenyl ether 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Hexachlorobenzene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Pentachlorophenol 12L0874 110 ND 12/22/12 12/29/122.3N/A

EPA 625Phenanthrene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Anthracene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Di-n-butyl phthalate 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Fluoranthene 12L0874 23 ND 12/22/12 12/29/122.3N/A

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 11 of 75>



4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

ACID & BASE/NEUTRALS BY GC/MS (EPA 625)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-06 (MLC (Outfall 01A) - Water) - cont. Sampled:  12/18/12 RL1

Reporting Units:  ug/l

EPA 625Benzidine 12L0874 110 ND 12/22/12 12/29/122.3N/A

EPA 625Pyrene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Butyl benzyl phthalate 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 6253,3-Dichlorobenzidine 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Benzanthracene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Chrysene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Bis(2-ethylhexyl)phthalate 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Di-n-octyl phthalate 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Benzo(b)fluoranthene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Benzo(k)fluoranthene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Benzo(a)pyrene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Indeno(1,2,3-cd)pyrene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Dibenz(a,h)anthracene 12L0874 23 ND 12/22/12 12/29/122.3N/A

EPA 625Benzo(g,h,i)perylene 12L0874 23 ND 12/22/12 12/29/122.3N/A

Surrogate: 2-Fluorophenol (10-78%) 44 %

Surrogate: Phenol-d6 (10-51%) 25 %

Surrogate: Nitrobenzene-d5 (22-116%) 75 %

Surrogate: 2-Fluorobiphenyl (40-91%) 67 %

Surrogate: 2,4,6-Tribromophenol (14-122%) 84 %

Surrogate: 4-Terphenyl-d14 (10-117%) 62 %

Project Manager

TestAmerica Phoenix
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Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 
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4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

ORGANOCHLORINE PESTICIDES AND PCBS BY GC (EPA 608)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-06 (MLC (Outfall 01A) - Water) Sampled:  12/18/12 RL1

Reporting Units:  ug/l

EPA 608alpha-BHC 12L0746 1.1 ND L12/19/12 01/01/1322.5N/A

EPA 608gamma-BHC (Lindane) 12L0746 1.1 ND L12/19/12 01/01/1322.5N/A

EPA 608beta-BHC 12L0746 1.1 ND 12/19/12 01/01/1322.5N/A

EPA 608Heptachlor 12L0746 1.1 ND L12/19/12 01/01/1322.5N/A

EPA 608delta-BHC 12L0746 1.1 ND 12/19/12 01/01/1322.5N/A

EPA 608Aldrin 12L0746 1.1 ND C, L12/19/12 01/01/1322.5N/A

EPA 608Heptachlor epoxide 12L0746 1.1 ND C12/19/12 01/01/1322.5N/A

EPA 608Endosulfan I 12L0746 1.1 ND C12/19/12 01/01/1322.5N/A

EPA 6084,4'-DDE 12L0746 1.1 ND 12/19/12 01/01/1322.5N/A

EPA 608Dieldrin 12L0746 1.1 ND 12/19/12 01/01/1322.5N/A

EPA 608Endrin 12L0746 1.1 ND C12/19/12 01/01/1322.5N/A

EPA 6084,4'-DDD 12L0746 1.1 ND 12/19/12 01/01/1322.5N/A

EPA 608Endosulfan II 12L0746 1.1 ND C12/19/12 01/01/1322.5N/A

EPA 6084,4'-DDT 12L0746 1.1 ND C12/19/12 01/01/1322.5N/A

EPA 608Endrin aldehyde 12L0746 1.1 ND C, L12/19/12 01/01/1322.5N/A

EPA 608Endosulfan sulfate 12L0746 1.1 ND L12/19/12 01/01/1322.5N/A

EPA 608Toxaphene 12L0746 22 ND 12/19/12 01/01/1322.5N/A

EPA 608Chlordane 12L0746 11 ND 12/19/12 01/01/1322.5N/A

EPA 608Aroclor 1016 12L0746 22 ND 12/19/12 01/01/1322.5N/A

EPA 608Aroclor 1221 12L0746 22 ND 12/19/12 01/01/1322.5N/A

EPA 608Aroclor 1232 12L0746 22 ND 12/19/12 01/01/1322.5N/A

EPA 608Aroclor 1242 12L0746 22 ND 12/19/12 01/01/1322.5N/A

EPA 608Aroclor 1248 12L0746 22 ND 12/19/12 01/01/1322.5N/A

EPA 608Aroclor 1254 12L0746 22 ND 12/19/12 01/01/1322.5N/A

EPA 608Aroclor 1260 12L0746 22 ND C12/19/12 01/01/1322.5N/A

Surrogate: Tetrachloro-m-xylene (10-132%) 119 % Z3

Surrogate: Decachlorobiphenyl (10-103%) 113 % Z3

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 
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4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

TOTAL METALS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-06 (MLC (Outfall 01A) - Water) Sampled:  12/18/12
Reporting Units:  mg/l

EPA 200.7Aluminum 12L0940 0.20 ND 12/26/12 12/27/121N/A

EPA 200.7Antimony 12L0940 0.040 ND 12/26/12 12/27/121N/A

EPA 200.7Arsenic 12L0940 0.10 ND 12/26/12 12/27/121N/A

Barium EPA 200.7 12L0940 0.150.010 12/26/12 12/27/121N/A

EPA 200.7Beryllium 12L0940 0.0010 ND 12/26/12 12/27/121N/A

Boron EPA 200.7 12L0940 0.510.20 12/26/12 12/27/121N/A

EPA 200.7Cadmium 12L0940 0.0010 ND 12/26/12 12/27/121N/A

EPA 200.7Chromium 12L0940 0.010 ND 12/26/12 12/27/121N/A

EPA 200.7Cobalt 12L0940 0.040 ND 12/26/12 12/27/121N/A

EPA 200.7Copper 12L0940 0.010 ND 12/26/12 12/27/121N/A

EPA 200.7Iron 12L0940 0.10 ND 12/26/12 12/27/121N/A

EPA 200.7Lead 12L0940 0.015 ND 12/26/12 12/27/121N/A

Magnesium EPA 200.7 12L0940 322.0 12/26/12 12/27/121N/A

Manganese EPA 200.7 12L0940 0.0160.010 12/26/12 12/27/121N/A

EPA 245.1Mercury 12L0890 0.00020 ND 12/26/12 12/26/121N/A

EPA 200.7Molybdenum 12L0940 0.010 ND 12/26/12 12/27/121N/A

EPA 200.7Nickel 12L0940 0.010 ND 12/26/12 12/27/121N/A

EPA 200.7Selenium 12L0940 0.10 ND 12/26/12 12/27/121N/A

EPA 200.7Silver 12L0940 0.010 ND 12/26/12 12/27/121N/A

EPA 200.7Thallium 12L0940 0.10 ND 12/26/12 12/31/121N/A

EPA 200.7Tin 12L0940 0.10 ND 12/26/12 12/27/121N/A

EPA 200.7Titanium 12L0940 0.10 ND 12/26/12 12/27/121N/A

EPA 200.7Zinc 12L0940 0.050 ND 12/26/12 12/27/121N/A

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 
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4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

INORGANICS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-05RE1 (MLC (Outfall 01A) - Water) Sampled:  12/17/12
Reporting Units:  mg/l

SM 4500CN-ECyanide, Total 12L0864 0.050 ND 12/21/12 12/21/121N/A

Sample ID: PVL1263-06 (MLC (Outfall 01A) - Water) Sampled:  12/18/12
Reporting Units:  mg/l

SM 4500NH3-DAmmonia-N 12L0929 0.50 ND 12/26/12 12/26/121N/A

Biochemical Oxygen Demand SM 5210B 12L0730 6.05.0 12/19/12 12/19/121N/A

EPA 300.0Bromide 12L0757 0.50 ND 12/19/12 12/19/121N/A

Chemical Oxygen Demand SM 5220D 12L0974 11020 12/27/12 12/27/121N/A

Fluoride EPA 300.0 12L0757 0.800.40 12/19/12 12/19/121N/A

EPA 300.0Nitrate-N 12L0757 0.20 ND 12/19/12 12/19/121N/A

EPA 300.0Nitrite-N 12L0757 0.20 ND 12/19/12 12/19/121N/A

SM 4500-P B, EPhosphorus,Total - P 12L0789 0.10 ND 12/20/12 12/21/121N/A

SM 4500S C,DSulfide 12L0838 0.050 ND 12/24/12 12/24/121N/A

Total Suspended Solids SM 2540D 12L0832 1110 12/21/12 12/21/121N/A

Sample ID: PVL1263-06RE1 (MLC (Outfall 01A) - Water) Sampled:  12/18/12
Reporting Units:  mg/l

Sulfate EPA 300.0 12L0954 43020 12/26/12 12/27/1210N/A
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

NITROGEN, ORGANIC (Calculation)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-06 (MLC (Outfall 01A) - Water) Sampled:  12/18/12
Reporting Units:  mg/kg

M4500-N CNitrogen, Organic 13A0176 1.6 ND 01/07/13 01/07/131N/A
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The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

TOTAL ORGANIC CARBON (SM 5310B)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-06 (MLC (Outfall 01A) - Water) Sampled:  12/18/12
Reporting Units:  mg/l

Total Organic Carbon SM 5310B 12L0785 7.61.0 12/20/12 12/24/121N/A
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APS - Four Corners Power Plant
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Attention:  Arnold Slowman

Sampled:
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

Tetra Chlorinated Dioxins & Furans ID HRGC/HRMS

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-06 (MLC (Outfall 01A) - Water) Sampled:  12/18/12
Reporting Units:  pg/L

1613B2,3,7,8-TCDD 8384 11 ND 01/08/13 01/10/131N/A

Surrogate: 13C-2,3,7,8-TCDD (31-137%) 43 %

Surrogate: 37Cl4-2,3,7,8-TCDD (42-164%) 94 %

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily
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Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

Nitrogen, Total Kjeldahl

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-06 (MLC (Outfall 01A) - Water) Sampled:  12/18/12
Reporting Units:  mg/L

Kjeldahl Nitrogen as N 351.2 48082 1.20.10 01/02/13 01/03/1310.060

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 
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Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

Phenolics, Total Recoverable

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-05 (MLC (Outfall 01A) - Water) Sampled:  12/17/12
Reporting Units:  mg/L

420.4Phenolics, Total Recoverable 48466 0.050 ND 01/04/13 01/04/1310.020
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Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

Sulfite

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-06 (MLC (Outfall 01A) - Water) Sampled:  12/18/12
Reporting Units:  mg/L

SM 4500 SO3 BSulfite 47201 5.0 ND 12/28/12 12/28/1214.0
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TestAmerica Phoenix

PVL1263
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Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

Volatile Organic Compounds (GC/MS)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-01 (MLC (Outfall 01A)-A - Water) Sampled:  12/17/12
Reporting Units:  ug/L

6242-Chloroethyl vinyl ether 45410 5.0 ND 12/20/12 12/20/1211.6

624Acrolein 45410 50 ND 12/20/12 12/20/1210.85

624Acrylonitrile 45410 10 ND 12/20/12 12/20/1213.3

Surrogate: 1,2-Dichloroethane-d4 (Surr) (62-143%) 99 %

Surrogate: 4-Bromofluorobenzene (Surr) (76-124%) 99 %

Surrogate: Dibromofluoromethane (Surr) (67-129%) 101 %

Surrogate: Toluene-d8 (Surr) (60-144%) 97 %

Sample ID: PVL1263-02 (MLC (Outfall 01A)-B - Water) Sampled:  12/17/12
Reporting Units:  ug/L

6242-Chloroethyl vinyl ether 45410 5.0 ND 12/20/12 12/20/1211.6

624Acrolein 45410 50 ND 12/20/12 12/20/1210.85

624Acrylonitrile 45410 10 ND 12/20/12 12/20/1213.3

Surrogate: 1,2-Dichloroethane-d4 (Surr) (62-143%) 98 %

Surrogate: 4-Bromofluorobenzene (Surr) (76-124%) 100 %

Surrogate: Dibromofluoromethane (Surr) (67-129%) 100 %

Surrogate: Toluene-d8 (Surr) (60-144%) 100 %

Sample ID: PVL1263-03 (MLC (Outfall 01A)-C - Water) Sampled:  12/18/12
Reporting Units:  ug/L

6242-Chloroethyl vinyl ether 45410 5.0 ND 12/20/12 12/20/1211.6

624Acrolein 45410 50 ND 12/20/12 12/20/1210.85

624Acrylonitrile 45410 10 ND 12/20/12 12/20/1213.3

Surrogate: 1,2-Dichloroethane-d4 (Surr) (62-143%) 101 %

Surrogate: 4-Bromofluorobenzene (Surr) (76-124%) 98 %

Surrogate: Dibromofluoromethane (Surr) (67-129%) 102 %

Surrogate: Toluene-d8 (Surr) (60-144%) 100 %

Project Manager
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Attention:  Arnold Slowman

Sampled:
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

 

Analyte Method

Date 

Extracted

Date

Analyzed

Dilution 

Factor

Volatile Organic Compounds (GC/MS)

Data

QualifiersBatch

Reporting

Limit

Sample

Result

MDL 

Limit

Sample ID: PVL1263-04 (MLC (Outfall 01A)-D - Water) Sampled:  12/18/12
Reporting Units:  ug/L

6242-Chloroethyl vinyl ether 45410 5.0 ND 12/20/12 12/20/1211.6

624Acrolein 45410 50 ND 12/20/12 12/20/1210.85

624Acrylonitrile 45410 10 ND 12/20/12 12/20/1213.3

Surrogate: 1,2-Dichloroethane-d4 (Surr) (62-143%) 99 %

Surrogate: 4-Bromofluorobenzene (Surr) (76-124%) 102 %

Surrogate: Dibromofluoromethane (Surr) (67-129%) 102 %

Surrogate: Toluene-d8 (Surr) (60-144%) 99 %

Sample ID: PVL1263-07 (Trip Blank - Water) Sampled:  12/17/12
Reporting Units:  ug/L

6242-Chloroethyl vinyl ether 45410 5.0 ND 12/20/12 12/20/1211.6

624Acrolein 45410 50 ND 12/20/12 12/20/1210.85

624Acrylonitrile 45410 10 ND 12/20/12 12/20/1213.3

Surrogate: 1,2-Dichloroethane-d4 (Surr) (62-143%) 96 %

Surrogate: 4-Bromofluorobenzene (Surr) (76-124%) 100 %

Surrogate: Dibromofluoromethane (Surr) (67-129%) 102 %

Surrogate: Toluene-d8 (Surr) (60-144%) 100 %

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 
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Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

SHORT HOLD TIME DETAIL REPORT

Date/Time

Analyzed

Date/Time

Extracted

Date/Time

Sampled

Date/Time

Received

Hold Time

(in days)

Sample ID: MLC (Outfall 01A) (PVL1263-06) - Water

2 12/18/2012 14:20 12/19/2012 11:00 12/19/2012 19:00 12/19/2012 20:07EPA 300.0

2 12/18/2012 14:20 12/19/2012 11:00 12/19/2012 14:40 12/19/2012 19:55SM 5210B
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Project ID:
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NPDES Priority Pollutants Outfall 01A-MLC

HEXANE EXTRACTABLE MATERIAL BY EPA METHOD 1664A

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L1072  Extracted: 12/28/12 

Blank Analyzed: 12/28/2012 (12L1072-BLK1) 

N-Hexane Extractable (HEM) mg/l5.0ND N/A

LCS Analyzed: 12/28/2012 (12L1072-BS1) 

N-Hexane Extractable (HEM) mg/l5.039.1 78-11440.0N/A 98

LCS Dup Analyzed: 12/28/2012 (12L1072-BSD1) 

N-Hexane Extractable (HEM) mg/l5.039.9 78-11440.0N/A 100 2 18

Matrix Spike Analyzed: 12/28/2012 (12L1072-MS1) Source: PVL1459-01

N-Hexane Extractable (HEM) mg/l5.039.5 78-11441.7 NDN/A 95
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Project ID:
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NPDES Priority Pollutants Outfall 01A-MLC

VOLATILE ORGANICS BY GC/MS (EPA 5030B/8260B)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0903  Extracted: 12/24/12 

Blank Analyzed: 12/24/2012 (12L0903-BLK1) 

Dichlorodifluoromethane ug/l1.0ND N/A

25.0 70-130Surrogate: Dibromofluoromethane ug/l24.3 97

25.0 70-130Surrogate: Toluene-d8 ug/l25.3 101

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.4 102

LCS Analyzed: 12/24/2012 (12L0903-BS1) 

Dichlorodifluoromethane ug/l1.023.0 46-14425.0N/A 92

25.0 70-130Surrogate: Dibromofluoromethane ug/l26.1 104

25.0 70-130Surrogate: Toluene-d8 ug/l25.4 102

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.8 103

LCS Dup Analyzed: 12/24/2012 (12L0903-BSD1) 

Dichlorodifluoromethane ug/l1.023.3 46-14425.0N/A 93 1 23

25.0 70-130Surrogate: Dibromofluoromethane ug/l24.5 98

25.0 70-130Surrogate: Toluene-d8 ug/l25.9 103

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.4 102

Matrix Spike Analyzed: 12/24/2012 (12L0903-MS1) Source: PVL1329-02 N1

Dichlorodifluoromethane ug/l1.022.2 40-14825.0 NDN/A 89

25.0 70-130Surrogate: Dibromofluoromethane ug/l26.5 106

25.0 70-130Surrogate: Toluene-d8 ug/l26.8 107

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l26.2 105

Matrix Spike Dup Analyzed: 12/24/2012 (12L0903-MSD1) Source: PVL1329-02

Dichlorodifluoromethane ug/l1.0ND 40-14825.0 NDN/A 35

25.0 70-130Surrogate: Dibromofluoromethane ug/lND

25.0 70-130Surrogate: Toluene-d8 ug/lND

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/lND
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Attention:  Arnold Slowman

Sampled:
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

VOLATILE ORGANICS BY GC/MS (EPA 5030B/8260B)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0924  Extracted: 12/26/12 

Blank Analyzed: 12/26/2012 (12L0924-BLK1) 

Dichlorodifluoromethane ug/l1.0ND N/A

25.0 70-130Surrogate: Dibromofluoromethane ug/l28.1 112

25.0 70-130Surrogate: Toluene-d8 ug/l25.6 102

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l24.6 99

LCS Analyzed: 12/26/2012 (12L0924-BS1) 

Dichlorodifluoromethane ug/l1.024.1 46-14425.0N/A 96

25.0 70-130Surrogate: Dibromofluoromethane ug/l27.6 111

25.0 70-130Surrogate: Toluene-d8 ug/l26.0 104

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l24.1 96

LCS Dup Analyzed: 12/26/2012 (12L0924-BSD1) 

Dichlorodifluoromethane ug/l1.024.8 46-14425.0N/A 99 3 23

25.0 70-130Surrogate: Dibromofluoromethane ug/l27.5 110

25.0 70-130Surrogate: Toluene-d8 ug/l25.3 101

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l23.2 93

Matrix Spike Analyzed: 12/26/2012 (12L0924-MS1) Source: PVL1352-01

Dichlorodifluoromethane ug/l1.025.3 40-14825.0 NDN/A 101

25.0 70-130Surrogate: Dibromofluoromethane ug/l28.0 112

25.0 70-130Surrogate: Toluene-d8 ug/l26.3 105

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l23.6 94

Matrix Spike Dup Analyzed: 12/26/2012 (12L0924-MSD1) Source: PVL1352-01

Dichlorodifluoromethane ug/l1.024.8 40-14825.0 NDN/A 99 2 35

25.0 70-130Surrogate: Dibromofluoromethane ug/l28.3 113

25.0 70-130Surrogate: Toluene-d8 ug/l25.3 101

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l24.3 97
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PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0828  Extracted: 12/21/12 

Blank Analyzed: 12/21/2012 (12L0828-BLK1) 

1,1,1-Trichloroethane ug/l1.0ND N/A

1,1,2,2-Tetrachloroethane ug/l1.0ND N/A

1,1,2-Trichloroethane ug/l1.0ND N/A

1,1-Dichloroethane ug/l1.0ND N/A

1,1-Dichloroethene ug/l1.0ND N/A

1,2-Dichlorobenzene ug/l1.0ND N/A

1,2-Dichloroethane ug/l1.0ND N/A

1,2-Dichloropropane ug/l1.0ND N/A

1,3-Dichlorobenzene ug/l1.0ND N/A

1,4-Dichlorobenzene ug/l1.0ND N/A

Benzene ug/l1.0ND N/A

Bromodichloromethane ug/l1.0ND N/A

Bromoform ug/l1.0ND N/A

Bromomethane ug/l5.0ND N/A

Carbon tetrachloride ug/l1.0ND N/A

Chlorobenzene ug/l1.0ND N/A

Chloroethane ug/l1.0ND N/A

Chloroform ug/l1.0ND N/A

Chloromethane ug/l5.0ND N/A

cis-1,3-Dichloropropene ug/l1.0ND N/A

Dibromochloromethane ug/l1.0ND N/A

Ethylbenzene ug/l1.0ND N/A

Methylene Chloride ug/l2.0ND N/A

Tetrachloroethene ug/l1.0ND N/A

Toluene ug/l1.0ND N/A

trans-1,2-Dichloroethene ug/l1.0ND N/A

trans-1,3-Dichloropropene ug/l1.0ND N/A

Trichloroethene ug/l1.0ND N/A

Trichlorofluoromethane ug/l1.0ND N/A

Vinyl chloride ug/l1.0ND N/A

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.0 100
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 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0828  Extracted: 12/21/12 

Blank Analyzed: 12/21/2012 (12L0828-BLK1) 

25.0 70-130Surrogate: Dibromofluoromethane ug/l25.2 101

25.0 70-130Surrogate: Toluene-d8 ug/l25.4 102

LCS Analyzed: 12/21/2012 (12L0828-BS1) 

1,1,1-Trichloroethane ug/l1.029.1 52-16225.0N/A 116

1,1,2,2-Tetrachloroethane ug/l1.029.2 46-15725.0N/A 117

1,1,2-Trichloroethane ug/l1.028.8 52-15025.0N/A 115

1,1-Dichloroethane ug/l1.029.6 59-15525.0N/A 118

1,1-Dichloroethene ug/l1.029.5 5-23425.0N/A 118

1,2-Dichlorobenzene ug/l1.030.0 18-19025.0N/A 120

1,2-Dichloroethane ug/l1.030.8 49-15525.0N/A 123

1,2-Dichloropropane ug/l1.027.5 5-21025.0N/A 110

1,3-Dichlorobenzene ug/l1.028.9 59-15625.0N/A 115

1,4-Dichlorobenzene ug/l1.028.6 18-19025.0N/A 114

Benzene ug/l1.029.2 37-15125.0N/A 117

Bromodichloromethane ug/l1.029.5 35-15525.0N/A 118

Bromoform ug/l1.028.5 45-16925.0N/A 114

Bromomethane ug/l5.027.5 5-24225.0N/A 110

Carbon tetrachloride ug/l1.029.1 70-14025.0N/A 117

Chlorobenzene ug/l1.028.7 37-16025.0N/A 115

Chloroethane ug/l1.029.3 14-23025.0N/A 117

Chloroform ug/l1.028.7 51-13825.0N/A 115

Chloromethane ug/l5.031.0 5-27325.0N/A 124

cis-1,3-Dichloropropene ug/l1.028.0 5-22725.0N/A 112

Dibromochloromethane ug/l1.028.6 53-14925.0N/A 114

Ethylbenzene ug/l1.029.7 37-16225.0N/A 119

Methylene Chloride ug/l2.029.9 5-22125.0N/A 120

Tetrachloroethene ug/l1.028.7 64-14825.0N/A 115

Toluene ug/l1.030.1 47-15025.0N/A 120

trans-1,2-Dichloroethene ug/l1.028.3 54-15625.0N/A 113

trans-1,3-Dichloropropene ug/l1.027.6 17-18325.0N/A 111

Trichloroethene ug/l1.028.4 71-15725.0N/A 114
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0828  Extracted: 12/21/12 

LCS Analyzed: 12/21/2012 (12L0828-BS1) 

Trichlorofluoromethane ug/l1.032.3 17-18125.0N/A 129

Vinyl chloride ug/l1.028.8 5-25125.0N/A 115

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.8 103

25.0 70-130Surrogate: Dibromofluoromethane ug/l26.1 104

25.0 70-130Surrogate: Toluene-d8 ug/l25.9 104

LCS Dup Analyzed: 12/21/2012 (12L0828-BSD1) 

1,1,1-Trichloroethane ug/l1.027.4 52-16225.0N/A 109 6 20

1,1,2,2-Tetrachloroethane ug/l1.025.6 46-15725.0N/A 102 13 20

1,1,2-Trichloroethane ug/l1.025.5 52-15025.0N/A 102 12 20

1,1-Dichloroethane ug/l1.027.2 59-15525.0N/A 109 9 20

1,1-Dichloroethene ug/l1.027.0 5-23425.0N/A 108 9 20

1,2-Dichlorobenzene ug/l1.028.6 18-19025.0N/A 114 5 20

1,2-Dichloroethane ug/l1.027.4 49-15525.0N/A 110 12 20

1,2-Dichloropropane ug/l1.025.6 5-21025.0N/A 102 7 20

1,3-Dichlorobenzene ug/l1.028.0 59-15625.0N/A 112 3 20

1,4-Dichlorobenzene ug/l1.027.4 18-19025.0N/A 110 4 20

Benzene ug/l1.027.3 37-15125.0N/A 109 7 20

Bromodichloromethane ug/l1.026.8 35-15525.0N/A 107 9 20

Bromoform ug/l1.025.5 45-16925.0N/A 102 11 20

Bromomethane ug/l5.025.0 5-24225.0N/A 100 10 20

Carbon tetrachloride ug/l1.027.1 70-14025.0N/A 108 7 20

Chlorobenzene ug/l1.027.7 37-16025.0N/A 111 3 20

Chloroethane ug/l1.026.3 14-23025.0N/A 105 11 20

Chloroform ug/l1.026.3 51-13825.0N/A 105 9 20

Chloromethane ug/l5.028.2 5-27325.0N/A 113 9 20

cis-1,3-Dichloropropene ug/l1.025.7 5-22725.0N/A 103 8 20

Dibromochloromethane ug/l1.026.9 53-14925.0N/A 107 6 20

Ethylbenzene ug/l1.029.0 37-16225.0N/A 116 3 20

Methylene Chloride ug/l2.027.3 5-22125.0N/A 109 9 20

Tetrachloroethene ug/l1.027.7 64-14825.0N/A 111 4 20

Toluene ug/l1.028.2 47-15025.0N/A 113 7 20
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4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0828  Extracted: 12/21/12 

LCS Dup Analyzed: 12/21/2012 (12L0828-BSD1) 

trans-1,2-Dichloroethene ug/l1.026.2 54-15625.0N/A 105 7 20

trans-1,3-Dichloropropene ug/l1.025.1 17-18325.0N/A 100 10 20

Trichloroethene ug/l1.026.6 71-15725.0N/A 106 7 20

Trichlorofluoromethane ug/l1.029.7 17-18125.0N/A 119 8 20

Vinyl chloride ug/l1.026.3 5-25125.0N/A 105 9 20

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.5 102

25.0 70-130Surrogate: Dibromofluoromethane ug/l24.8 99

25.0 70-130Surrogate: Toluene-d8 ug/l25.7 103

Matrix Spike Analyzed: 12/21/2012 (12L0828-MS1) Source: PVL1087-01

1,1,1-Trichloroethane ug/l1.028.4 52-16225.0 NDN/A 113

1,1,2,2-Tetrachloroethane ug/l1.027.1 46-15725.0 NDN/A 108

1,1,2-Trichloroethane ug/l1.027.3 52-15025.0 NDN/A 109

1,1-Dichloroethane ug/l1.028.4 59-15525.0 NDN/A 114

1,1-Dichloroethene ug/l1.028.0 5-23425.0 NDN/A 112

1,2-Dichlorobenzene ug/l1.028.4 18-19025.0 NDN/A 113

1,2-Dichloroethane ug/l1.029.8 49-15525.0 NDN/A 119

1,2-Dichloropropane ug/l1.026.7 5-21025.0 NDN/A 107

1,3-Dichlorobenzene ug/l1.027.2 59-15625.0 NDN/A 109

1,4-Dichlorobenzene ug/l1.026.5 18-19025.0 NDN/A 106

Benzene ug/l1.027.6 37-15125.0 0.190N/A 110

Bromodichloromethane ug/l1.028.3 35-15525.0 NDN/A 113

Bromoform ug/l1.027.0 45-16925.0 NDN/A 108

Bromomethane ug/l5.026.0 5-24225.0 NDN/A 104

Carbon tetrachloride ug/l1.027.1 70-14025.0 NDN/A 108

Chlorobenzene ug/l1.027.6 37-16025.0 NDN/A 110

Chloroethane ug/l1.027.3 14-23025.0 NDN/A 109

Chloroform ug/l1.028.0 51-13825.0 NDN/A 112

Chloromethane ug/l5.027.8 5-27325.0 NDN/A 111

cis-1,3-Dichloropropene ug/l1.027.1 5-22725.0 NDN/A 108

Dibromochloromethane ug/l1.027.7 53-14925.0 NDN/A 111

Ethylbenzene ug/l1.028.0 37-16225.0 NDN/A 112
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Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0828  Extracted: 12/21/12 

Matrix Spike Analyzed: 12/21/2012 (12L0828-MS1) Source: PVL1087-01

Methylene Chloride ug/l2.029.6 5-22125.0 NDN/A 118

Tetrachloroethene ug/l1.026.4 64-14825.0 NDN/A 106

Toluene ug/l1.028.7 47-15025.0 NDN/A 115

trans-1,2-Dichloroethene ug/l1.026.6 54-15625.0 NDN/A 106

trans-1,3-Dichloropropene ug/l1.026.0 17-18325.0 NDN/A 104

Trichloroethene ug/l1.026.4 71-15725.0 0.310N/A 104

Trichlorofluoromethane ug/l1.031.2 17-18125.0 NDN/A 125

Vinyl chloride ug/l1.025.7 5-25125.0 NDN/A 103

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.9 104

25.0 70-130Surrogate: Dibromofluoromethane ug/l27.0 108

25.0 70-130Surrogate: Toluene-d8 ug/l26.2 105

Matrix Spike Dup Analyzed: 12/21/2012 (12L0828-MSD1) Source: PVL1087-01

1,1,1-Trichloroethane ug/l1.029.3 52-16225.0 NDN/A 117 3 20

1,1,2,2-Tetrachloroethane ug/l1.027.3 46-15725.0 NDN/A 109 1 20

1,1,2-Trichloroethane ug/l1.026.8 52-15025.0 NDN/A 107 2 20

1,1-Dichloroethane ug/l1.029.5 59-15525.0 NDN/A 118 4 20

1,1-Dichloroethene ug/l1.028.9 5-23425.0 NDN/A 116 3 20

1,2-Dichlorobenzene ug/l1.029.6 18-19025.0 NDN/A 118 4 20

1,2-Dichloroethane ug/l1.029.9 49-15525.0 NDN/A 120 0.3 20

1,2-Dichloropropane ug/l1.026.9 5-21025.0 NDN/A 107 0.7 20

1,3-Dichlorobenzene ug/l1.028.4 59-15625.0 NDN/A 113 4 20

1,4-Dichlorobenzene ug/l1.028.0 18-19025.0 NDN/A 112 5 20

Benzene ug/l1.027.9 37-15125.0 0.190N/A 111 1 20

Bromodichloromethane ug/l1.028.4 35-15525.0 NDN/A 113 0.2 20

Bromoform ug/l1.028.0 45-16925.0 NDN/A 112 4 20

Bromomethane ug/l5.026.3 5-24225.0 NDN/A 105 1 20

Carbon tetrachloride ug/l1.028.4 70-14025.0 NDN/A 114 5 20

Chlorobenzene ug/l1.028.3 37-16025.0 NDN/A 113 2 20

Chloroethane ug/l1.028.5 14-23025.0 NDN/A 114 4 20

Chloroform ug/l1.028.5 51-13825.0 NDN/A 114 2 20

Chloromethane ug/l5.029.0 5-27325.0 NDN/A 116 4 20
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Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0828  Extracted: 12/21/12 

Matrix Spike Dup Analyzed: 12/21/2012 (12L0828-MSD1) Source: PVL1087-01

cis-1,3-Dichloropropene ug/l1.026.6 5-22725.0 NDN/A 107 2 20

Dibromochloromethane ug/l1.027.9 53-14925.0 NDN/A 112 0.6 20

Ethylbenzene ug/l1.029.3 37-16225.0 NDN/A 117 5 20

Methylene Chloride ug/l2.029.8 5-22125.0 NDN/A 119 0.9 20

Tetrachloroethene ug/l1.027.4 64-14825.0 NDN/A 110 4 20

Toluene ug/l1.029.2 47-15025.0 NDN/A 117 2 20

trans-1,2-Dichloroethene ug/l1.027.5 54-15625.0 NDN/A 110 3 20

trans-1,3-Dichloropropene ug/l1.026.0 17-18325.0 NDN/A 104 0.3 20

Trichloroethene ug/l1.027.5 71-15725.0 0.310N/A 109 4 20

Trichlorofluoromethane ug/l1.032.9 17-18125.0 NDN/A 132 5 20

Vinyl chloride ug/l1.027.1 5-25125.0 NDN/A 108 5 20

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.7 103

25.0 70-130Surrogate: Dibromofluoromethane ug/l27.1 108

25.0 70-130Surrogate: Toluene-d8 ug/l25.9 104

Batch: 12L0915  Extracted: 12/26/12 

Blank Analyzed: 12/26/2012 (12L0915-BLK1) 

1,1,1-Trichloroethane ug/l1.0ND N/A

1,1,2,2-Tetrachloroethane ug/l1.0ND N/A

1,1,2-Trichloroethane ug/l1.0ND N/A

1,1-Dichloroethane ug/l1.0ND N/A

1,1-Dichloroethene ug/l1.0ND N/A

1,2-Dichlorobenzene ug/l1.0ND N/A

1,2-Dichloroethane ug/l1.0ND N/A

1,2-Dichloropropane ug/l1.0ND N/A

1,3-Dichlorobenzene ug/l1.0ND N/A

1,4-Dichlorobenzene ug/l1.0ND N/A

Benzene ug/l1.0ND N/A

Bromodichloromethane ug/l1.0ND N/A

Bromoform ug/l1.0ND N/A

Bromomethane ug/l5.0ND N/A
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0915  Extracted: 12/26/12 

Blank Analyzed: 12/26/2012 (12L0915-BLK1) 

Carbon tetrachloride ug/l1.0ND N/A

Chlorobenzene ug/l1.0ND N/A

Chloroethane ug/l1.0ND N/A

Chloroform ug/l1.0ND N/A

Chloromethane ug/l5.0ND N/A

cis-1,3-Dichloropropene ug/l1.0ND N/A

Dibromochloromethane ug/l1.0ND N/A

Ethylbenzene ug/l1.0ND N/A

Methylene Chloride ug/l2.0ND N/A

Tetrachloroethene ug/l1.0ND N/A

Toluene ug/l1.0ND N/A

trans-1,2-Dichloroethene ug/l1.0ND N/A

trans-1,3-Dichloropropene ug/l1.0ND N/A

Trichloroethene ug/l1.0ND N/A

Trichlorofluoromethane ug/l1.0ND N/A

Vinyl chloride ug/l1.0ND N/A

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l24.9 99

25.0 70-130Surrogate: Dibromofluoromethane ug/l25.9 104

25.0 70-130Surrogate: Toluene-d8 ug/l25.9 104

LCS Analyzed: 12/26/2012 (12L0915-BS1) 

1,1,1-Trichloroethane ug/l1.025.2 52-16225.0N/A 101

1,1,2,2-Tetrachloroethane ug/l1.022.6 46-15725.0N/A 90

1,1,2-Trichloroethane ug/l1.023.6 52-15025.0N/A 94

1,1-Dichloroethane ug/l1.025.7 59-15525.0N/A 103

1,1-Dichloroethene ug/l1.025.4 5-23425.0N/A 102

1,2-Dichlorobenzene ug/l1.026.8 18-19025.0N/A 107

1,2-Dichloroethane ug/l1.025.7 49-15525.0N/A 103

1,2-Dichloropropane ug/l1.023.9 5-21025.0N/A 96

1,3-Dichlorobenzene ug/l1.026.3 59-15625.0N/A 105

1,4-Dichlorobenzene ug/l1.025.7 18-19025.0N/A 103

Benzene ug/l1.025.6 37-15125.0N/A 102
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Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting
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Spike

Result
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%REC

Limits RPD

RPD
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Data

QualifiersMDL

Batch: 12L0915  Extracted: 12/26/12 

LCS Analyzed: 12/26/2012 (12L0915-BS1) 

Bromodichloromethane ug/l1.025.8 35-15525.0N/A 103

Bromoform ug/l1.024.1 45-16925.0N/A 97

Bromomethane ug/l5.024.1 5-24225.0N/A 96

Carbon tetrachloride ug/l1.025.4 70-14025.0N/A 102

Chlorobenzene ug/l1.025.5 37-16025.0N/A 102

Chloroethane ug/l1.024.9 14-23025.0N/A 100

Chloroform ug/l1.025.0 51-13825.0N/A 100

Chloromethane ug/l5.026.4 5-27325.0N/A 106

cis-1,3-Dichloropropene ug/l1.024.3 5-22725.0N/A 97

Dibromochloromethane ug/l1.024.8 53-14925.0N/A 99

Ethylbenzene ug/l1.026.7 37-16225.0N/A 107

Methylene Chloride ug/l2.026.5 5-22125.0N/A 106

Tetrachloroethene ug/l1.025.5 64-14825.0N/A 102

Toluene ug/l1.026.4 47-15025.0N/A 106

trans-1,2-Dichloroethene ug/l1.024.0 54-15625.0N/A 96

trans-1,3-Dichloropropene ug/l1.023.3 17-18325.0N/A 93

Trichloroethene ug/l1.024.8 71-15725.0N/A 99

Trichlorofluoromethane ug/l1.028.6 17-18125.0N/A 114

Vinyl chloride ug/l1.024.6 5-25125.0N/A 98

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.9 103

25.0 70-130Surrogate: Dibromofluoromethane ug/l25.6 103

25.0 70-130Surrogate: Toluene-d8 ug/l26.2 105

LCS Dup Analyzed: 12/26/2012 (12L0915-BSD1) 

1,1,1-Trichloroethane ug/l1.024.3 52-16225.0N/A 97 4 20

1,1,2,2-Tetrachloroethane ug/l1.023.6 46-15725.0N/A 94 4 20

1,1,2-Trichloroethane ug/l1.024.3 52-15025.0N/A 97 3 20

1,1-Dichloroethane ug/l1.024.6 59-15525.0N/A 99 4 20

1,1-Dichloroethene ug/l1.024.9 5-23425.0N/A 99 2 20

1,2-Dichlorobenzene ug/l1.026.1 18-19025.0N/A 104 3 20

1,2-Dichloroethane ug/l1.025.5 49-15525.0N/A 102 0.6 20

1,2-Dichloropropane ug/l1.023.6 5-21025.0N/A 95 1 20
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PURGEABLES BY GC/MS (EPA 624)
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Batch: 12L0915  Extracted: 12/26/12 

LCS Dup Analyzed: 12/26/2012 (12L0915-BSD1) 

1,3-Dichlorobenzene ug/l1.025.2 59-15625.0N/A 101 5 20

1,4-Dichlorobenzene ug/l1.024.8 18-19025.0N/A 99 3 20

Benzene ug/l1.024.9 37-15125.0N/A 100 3 20

Bromodichloromethane ug/l1.025.5 35-15525.0N/A 102 1 20

Bromoform ug/l1.024.3 45-16925.0N/A 97 0.9 20

Bromomethane ug/l5.023.2 5-24225.0N/A 93 4 20

Carbon tetrachloride ug/l1.024.8 70-14025.0N/A 99 2 20

Chlorobenzene ug/l1.024.9 37-16025.0N/A 100 2 20

Chloroethane ug/l1.024.4 14-23025.0N/A 98 2 20

Chloroform ug/l1.024.0 51-13825.0N/A 96 4 20

Chloromethane ug/l5.026.0 5-27325.0N/A 104 2 20

cis-1,3-Dichloropropene ug/l1.024.4 5-22725.0N/A 97 0.3 20

Dibromochloromethane ug/l1.025.3 53-14925.0N/A 101 2 20

Ethylbenzene ug/l1.025.4 37-16225.0N/A 102 5 20

Methylene Chloride ug/l2.025.9 5-22125.0N/A 104 2 20

Tetrachloroethene ug/l1.024.2 64-14825.0N/A 97 5 20

Toluene ug/l1.025.9 47-15025.0N/A 104 2 20

trans-1,2-Dichloroethene ug/l1.023.8 54-15625.0N/A 95 1 20

trans-1,3-Dichloropropene ug/l1.023.6 17-18325.0N/A 95 1 20

Trichloroethene ug/l1.024.4 71-15725.0N/A 97 2 20

Trichlorofluoromethane ug/l1.027.7 17-18125.0N/A 111 3 20

Vinyl chloride ug/l1.024.4 5-25125.0N/A 98 0.7 20

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l26.5 106

25.0 70-130Surrogate: Dibromofluoromethane ug/l25.6 102

25.0 70-130Surrogate: Toluene-d8 ug/l26.6 106

Matrix Spike Analyzed: 12/26/2012 (12L0915-MS1) Source: PVL1192-05RE1

1,1,1-Trichloroethane ug/l1002460 52-1622500 NDN/A 98

1,1,2,2-Tetrachloroethane ug/l1002450 46-1572500 NDN/A 98

1,1,2-Trichloroethane ug/l1002450 52-1502500 NDN/A 98

1,1-Dichloroethane ug/l1002440 59-1552500 NDN/A 98

1,1-Dichloroethene ug/l1002500 5-2342500 NDN/A 100
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0915  Extracted: 12/26/12 

Matrix Spike Analyzed: 12/26/2012 (12L0915-MS1) Source: PVL1192-05RE1

1,2-Dichlorobenzene ug/l1002620 18-1902500 NDN/A 105

1,2-Dichloroethane ug/l1003860 49-1552500 1400N/A 99

1,2-Dichloropropane ug/l1002340 5-2102500 NDN/A 94

1,3-Dichlorobenzene ug/l1002550 59-1562500 NDN/A 102

1,4-Dichlorobenzene ug/l1002480 18-1902500 NDN/A 99

Benzene ug/l10013900 37-1512500 11700N/A 89

Bromodichloromethane ug/l1002510 35-1552500 NDN/A 100

Bromoform ug/l1002530 45-1692500 NDN/A 101

Bromomethane ug/l5002280 5-2422500 NDN/A 91

Carbon tetrachloride ug/l1002510 70-1402500 NDN/A 100

Chlorobenzene ug/l1002520 37-1602500 NDN/A 101

Chloroethane ug/l1002390 14-2302500 NDN/A 96

Chloroform ug/l1002380 51-1382500 NDN/A 95

Chloromethane ug/l5002560 5-2732500 NDN/A 103

cis-1,3-Dichloropropene ug/l1002420 5-2272500 NDN/A 97

Dibromochloromethane ug/l1002500 53-1492500 NDN/A 100

Ethylbenzene ug/l1003700 37-1622500 1090N/A 104

Methylene Chloride ug/l2002530 5-2212500 NDN/A 101

Tetrachloroethene ug/l1002510 64-1482500 NDN/A 100

Toluene ug/l10010800 47-1502500 8260N/A 102

trans-1,2-Dichloroethene ug/l1002320 54-1562500 NDN/A 93

trans-1,3-Dichloropropene ug/l1002310 17-1832500 NDN/A 92

Trichloroethene ug/l1002450 71-1572500 NDN/A 98

Trichlorofluoromethane ug/l1002810 17-1812500 NDN/A 112

Vinyl chloride ug/l1002400 5-2512500 NDN/A 96

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.8 103

25.0 70-130Surrogate: Dibromofluoromethane ug/l25.1 100

25.0 70-130Surrogate: Toluene-d8 ug/l26.5 106
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0915  Extracted: 12/26/12 

Matrix Spike Dup Analyzed: 12/26/2012 (12L0915-MSD1) Source: PVL1192-05RE1

1,1,1-Trichloroethane ug/l1002520 52-1622500 NDN/A 101 2 20

1,1,2,2-Tetrachloroethane ug/l1002440 46-1572500 NDN/A 98 0.2 20

1,1,2-Trichloroethane ug/l1002430 52-1502500 NDN/A 97 0.8 20

1,1-Dichloroethane ug/l1002500 59-1552500 NDN/A 100 2 20

1,1-Dichloroethene ug/l1002560 5-2342500 NDN/A 102 2 20

1,2-Dichlorobenzene ug/l1002640 18-1902500 NDN/A 106 1 20

1,2-Dichloroethane ug/l1003900 49-1552500 1400N/A 100 0.9 20

1,2-Dichloropropane ug/l1002400 5-2102500 NDN/A 96 2 20

1,3-Dichlorobenzene ug/l1002620 59-1562500 NDN/A 105 3 20

1,4-Dichlorobenzene ug/l1002550 18-1902500 NDN/A 102 3 20

Benzene ug/l10014600 37-1512500 11700N/A 115 5 20

Bromodichloromethane ug/l1002570 35-1552500 NDN/A 103 2 20

Bromoform ug/l1002520 45-1692500 NDN/A 101 0.2 20

Bromomethane ug/l5002440 5-2422500 NDN/A 98 7 20

Carbon tetrachloride ug/l1002560 70-1402500 NDN/A 102 2 20

Chlorobenzene ug/l1002570 37-1602500 NDN/A 103 2 20

Chloroethane ug/l1002520 14-2302500 NDN/A 101 5 20

Chloroform ug/l1002440 51-1382500 NDN/A 97 2 20

Chloromethane ug/l5002650 5-2732500 NDN/A 106 3 20

cis-1,3-Dichloropropene ug/l1002440 5-2272500 NDN/A 98 0.9 20

Dibromochloromethane ug/l1002530 53-1492500 NDN/A 101 1 20

Ethylbenzene ug/l1003820 37-1622500 1090N/A 109 3 20

Methylene Chloride ug/l2002600 5-2212500 NDN/A 104 3 20

Tetrachloroethene ug/l1002570 64-1482500 NDN/A 103 2 20

Toluene ug/l10011200 47-1502500 8260N/A 118 4 20

trans-1,2-Dichloroethene ug/l1002390 54-1562500 NDN/A 96 3 20

trans-1,3-Dichloropropene ug/l1002330 17-1832500 NDN/A 93 1 20

Trichloroethene ug/l1002480 71-1572500 NDN/A 99 0.9 20

Trichlorofluoromethane ug/l1002840 17-1812500 NDN/A 114 1 20

Vinyl chloride ug/l1002470 5-2512500 NDN/A 99 3 20

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.2 101
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0915  Extracted: 12/26/12 

Matrix Spike Dup Analyzed: 12/26/2012 (12L0915-MSD1) Source: PVL1192-05RE1

25.0 70-130Surrogate: Dibromofluoromethane ug/l25.0 100

25.0 70-130Surrogate: Toluene-d8 ug/l26.4 106

Batch: 12L0976  Extracted: 12/27/12 

Blank Analyzed: 12/27/2012 (12L0976-BLK1) 

1,1,1-Trichloroethane ug/l1.0ND N/A

1,1,2,2-Tetrachloroethane ug/l1.0ND N/A

1,1,2-Trichloroethane ug/l1.0ND N/A

1,1-Dichloroethane ug/l1.0ND N/A

1,1-Dichloroethene ug/l1.0ND N/A

1,2-Dichlorobenzene ug/l1.0ND N/A

1,2-Dichloroethane ug/l1.0ND N/A

1,2-Dichloropropane ug/l1.0ND N/A

1,3-Dichlorobenzene ug/l1.0ND N/A

1,4-Dichlorobenzene ug/l1.0ND N/A

Benzene ug/l1.0ND N/A

Bromodichloromethane ug/l1.0ND N/A

Bromoform ug/l1.0ND N/A

Bromomethane ug/l5.0ND N/A

Carbon tetrachloride ug/l1.0ND N/A

Chlorobenzene ug/l1.0ND N/A

Chloroethane ug/l1.0ND N/A

Chloroform ug/l1.0ND N/A

Chloromethane ug/l5.0ND N/A

cis-1,3-Dichloropropene ug/l1.0ND N/A

Dibromochloromethane ug/l1.0ND N/A

Ethylbenzene ug/l1.0ND N/A

Methylene Chloride ug/l2.0ND N/A

Tetrachloroethene ug/l1.0ND N/A

Toluene ug/l1.0ND N/A

trans-1,2-Dichloroethene ug/l1.0ND N/A
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4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0976  Extracted: 12/27/12 

Blank Analyzed: 12/27/2012 (12L0976-BLK1) 

trans-1,3-Dichloropropene ug/l1.0ND N/A

Trichloroethene ug/l1.0ND N/A

Trichlorofluoromethane ug/l1.0ND N/A

Vinyl chloride ug/l1.0ND N/A

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l23.7 95

25.0 70-130Surrogate: Dibromofluoromethane ug/l25.0 100

25.0 70-130Surrogate: Toluene-d8 ug/l26.2 105

LCS Analyzed: 12/27/2012 (12L0976-BS1) 

1,1,1-Trichloroethane ug/l1.026.9 52-16225.0N/A 108

1,1,2,2-Tetrachloroethane ug/l1.027.9 46-15725.0N/A 111

1,1,2-Trichloroethane ug/l1.026.2 52-15025.0N/A 105

1,1-Dichloroethane ug/l1.025.6 59-15525.0N/A 102

1,1-Dichloroethene ug/l1.024.2 5-23425.0N/A 97

1,2-Dichlorobenzene ug/l1.028.7 18-19025.0N/A 115

1,2-Dichloroethane ug/l1.022.2 49-15525.0N/A 89

1,2-Dichloropropane ug/l1.024.4 5-21025.0N/A 97

1,3-Dichlorobenzene ug/l1.028.8 59-15625.0N/A 115

1,4-Dichlorobenzene ug/l1.027.8 18-19025.0N/A 111

Benzene ug/l1.027.3 37-15125.0N/A 109

Bromodichloromethane ug/l1.025.4 35-15525.0N/A 101

Bromoform ug/l1.027.1 45-16925.0N/A 108

Bromomethane ug/l5.025.0 5-24225.0N/A 100

Carbon tetrachloride ug/l1.028.1 70-14025.0N/A 113

Chlorobenzene ug/l1.027.2 37-16025.0N/A 109

Chloroethane ug/l1.022.9 14-23025.0N/A 92

Chloroform ug/l1.024.7 51-13825.0N/A 99

Chloromethane ug/l5.026.2 5-27325.0N/A 105

cis-1,3-Dichloropropene ug/l1.023.9 5-22725.0N/A 96

Dibromochloromethane ug/l1.025.8 53-14925.0N/A 103

Ethylbenzene ug/l1.028.1 37-16225.0N/A 112

Methylene Chloride ug/l2.023.2 5-22125.0N/A 93
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0976  Extracted: 12/27/12 

LCS Analyzed: 12/27/2012 (12L0976-BS1) 

Tetrachloroethene ug/l1.030.0 64-14825.0N/A 120

Toluene ug/l1.028.2 47-15025.0N/A 113

trans-1,2-Dichloroethene ug/l1.026.6 54-15625.0N/A 106

trans-1,3-Dichloropropene ug/l1.022.8 17-18325.0N/A 91

Trichloroethene ug/l1.025.9 71-15725.0N/A 104

Trichlorofluoromethane ug/l1.027.3 17-18125.0N/A 109

Vinyl chloride ug/l1.025.4 5-25125.0N/A 101

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.4 101

25.0 70-130Surrogate: Dibromofluoromethane ug/l24.4 98

25.0 70-130Surrogate: Toluene-d8 ug/l26.6 107

LCS Dup Analyzed: 12/27/2012 (12L0976-BSD1) 

1,1,1-Trichloroethane ug/l1.026.0 52-16225.0N/A 104 3 20

1,1,2,2-Tetrachloroethane ug/l1.025.8 46-15725.0N/A 103 8 20

1,1,2-Trichloroethane ug/l1.024.6 52-15025.0N/A 99 6 20

1,1-Dichloroethane ug/l1.024.6 59-15525.0N/A 99 4 20

1,1-Dichloroethene ug/l1.023.6 5-23425.0N/A 94 3 20

1,2-Dichlorobenzene ug/l1.027.4 18-19025.0N/A 110 5 20

1,2-Dichloroethane ug/l1.021.5 49-15525.0N/A 86 3 20

1,2-Dichloropropane ug/l1.023.1 5-21025.0N/A 93 5 20

1,3-Dichlorobenzene ug/l1.026.7 59-15625.0N/A 107 8 20

1,4-Dichlorobenzene ug/l1.026.7 18-19025.0N/A 107 4 20

Benzene ug/l1.025.6 37-15125.0N/A 103 6 20

Bromodichloromethane ug/l1.023.6 35-15525.0N/A 94 7 20

Bromoform ug/l1.024.8 45-16925.0N/A 99 9 20

Bromomethane ug/l5.025.3 5-24225.0N/A 101 1 20

Carbon tetrachloride ug/l1.026.5 70-14025.0N/A 106 6 20

Chlorobenzene ug/l1.025.6 37-16025.0N/A 103 6 20

Chloroethane ug/l1.022.4 14-23025.0N/A 90 2 20

Chloroform ug/l1.024.1 51-13825.0N/A 97 2 20

Chloromethane ug/l5.026.1 5-27325.0N/A 105 0.3 20

cis-1,3-Dichloropropene ug/l1.023.1 5-22725.0N/A 92 3 20
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0976  Extracted: 12/27/12 

LCS Dup Analyzed: 12/27/2012 (12L0976-BSD1) 

Dibromochloromethane ug/l1.024.2 53-14925.0N/A 97 6 20

Ethylbenzene ug/l1.025.8 37-16225.0N/A 103 9 20

Methylene Chloride ug/l2.022.8 5-22125.0N/A 91 2 20

Tetrachloroethene ug/l1.028.0 64-14825.0N/A 112 7 20

Toluene ug/l1.025.6 47-15025.0N/A 102 10 20

trans-1,2-Dichloroethene ug/l1.026.3 54-15625.0N/A 105 0.9 20

trans-1,3-Dichloropropene ug/l1.021.5 17-18325.0N/A 86 6 20

Trichloroethene ug/l1.025.0 71-15725.0N/A 100 3 20

Trichlorofluoromethane ug/l1.026.5 17-18125.0N/A 106 3 20

Vinyl chloride ug/l1.023.8 5-25125.0N/A 95 7 20

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l23.8 95

25.0 70-130Surrogate: Dibromofluoromethane ug/l23.9 96

25.0 70-130Surrogate: Toluene-d8 ug/l25.4 102

Matrix Spike Analyzed: 12/27/2012 (12L0976-MS1) Source: PVL1379-01

1,1,1-Trichloroethane ug/l1.026.4 52-16225.0 NDN/A 106

1,1,2,2-Tetrachloroethane ug/l1.027.4 46-15725.0 NDN/A 109

1,1,2-Trichloroethane ug/l1.025.5 52-15025.0 NDN/A 102

1,1-Dichloroethane ug/l1.025.2 59-15525.0 NDN/A 101

1,1-Dichloroethene ug/l1.023.8 5-23425.0 NDN/A 95

1,2-Dichlorobenzene ug/l1.027.0 18-19025.0 NDN/A 108

1,2-Dichloroethane ug/l1.023.1 49-15525.0 NDN/A 92

1,2-Dichloropropane ug/l1.024.0 5-21025.0 NDN/A 96

1,3-Dichlorobenzene ug/l1.026.2 59-15625.0 NDN/A 105

1,4-Dichlorobenzene ug/l1.026.5 18-19025.0 NDN/A 106

Benzene ug/l1.027.0 37-15125.0 NDN/A 108

Bromodichloromethane ug/l1.025.5 35-15525.0 0.440N/A 100

Bromoform ug/l1.030.2 45-16925.0 3.90N/A 105

Bromomethane ug/l5.021.9 5-24225.0 NDN/A 88

Carbon tetrachloride ug/l1.025.2 70-14025.0 NDN/A 101

Chlorobenzene ug/l1.026.2 37-16025.0 NDN/A 105

Chloroethane ug/l1.023.3 14-23025.0 NDN/A 93
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APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0976  Extracted: 12/27/12 

Matrix Spike Analyzed: 12/27/2012 (12L0976-MS1) Source: PVL1379-01

Chloroform ug/l1.024.4 51-13825.0 0.420N/A 96

Chloromethane ug/l5.023.8 5-27325.0 NDN/A 95

cis-1,3-Dichloropropene ug/l1.023.5 5-22725.0 NDN/A 94

Dibromochloromethane ug/l1.026.9 53-14925.0 1.75N/A 101

Ethylbenzene ug/l1.025.8 37-16225.0 NDN/A 103

Methylene Chloride ug/l2.024.2 5-22125.0 NDN/A 97

Tetrachloroethene ug/l1.027.1 64-14825.0 NDN/A 109

Toluene ug/l1.026.9 47-15025.0 NDN/A 108

trans-1,2-Dichloroethene ug/l1.026.9 54-15625.0 NDN/A 108

trans-1,3-Dichloropropene ug/l1.022.0 17-18325.0 NDN/A 88

Trichloroethene ug/l1.025.4 71-15725.0 NDN/A 102

Trichlorofluoromethane ug/l1.026.4 17-18125.0 NDN/A 105

Vinyl chloride ug/l1.024.6 5-25125.0 NDN/A 98

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l23.8 95

25.0 70-130Surrogate: Dibromofluoromethane ug/l26.0 104

25.0 70-130Surrogate: Toluene-d8 ug/l25.5 102

Matrix Spike Dup Analyzed: 12/27/2012 (12L0976-MSD1) Source: PVL1379-01

1,1,1-Trichloroethane ug/l1.026.2 52-16225.0 NDN/A 105 1 20

1,1,2,2-Tetrachloroethane ug/l1.026.9 46-15725.0 NDN/A 108 2 20

1,1,2-Trichloroethane ug/l1.026.6 52-15025.0 NDN/A 107 4 20

1,1-Dichloroethane ug/l1.024.9 59-15525.0 NDN/A 100 1 20

1,1-Dichloroethene ug/l1.022.9 5-23425.0 NDN/A 91 4 20

1,2-Dichlorobenzene ug/l1.027.2 18-19025.0 NDN/A 109 0.9 20

1,2-Dichloroethane ug/l1.021.8 49-15525.0 NDN/A 87 6 20

1,2-Dichloropropane ug/l1.024.0 5-21025.0 NDN/A 96 0.08 20

1,3-Dichlorobenzene ug/l1.027.0 59-15625.0 NDN/A 108 3 20

1,4-Dichlorobenzene ug/l1.026.2 18-19025.0 NDN/A 105 1 20

Benzene ug/l1.027.0 37-15125.0 NDN/A 108 0.1 20

Bromodichloromethane ug/l1.026.2 35-15525.0 0.440N/A 103 2 20

Bromoform ug/l1.029.9 45-16925.0 3.90N/A 104 1 20

Bromomethane ug/l5.020.7 5-24225.0 NDN/A 83 6 20
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Attention:  Arnold Slowman

Sampled:
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS (EPA 624)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0976  Extracted: 12/27/12 

Matrix Spike Dup Analyzed: 12/27/2012 (12L0976-MSD1) Source: PVL1379-01

Carbon tetrachloride ug/l1.026.6 70-14025.0 NDN/A 106 5 20

Chlorobenzene ug/l1.027.4 37-16025.0 NDN/A 110 5 20

Chloroethane ug/l1.022.6 14-23025.0 NDN/A 90 3 20

Chloroform ug/l1.023.8 51-13825.0 0.420N/A 93 3 20

Chloromethane ug/l5.023.1 5-27325.0 NDN/A 92 3 20

cis-1,3-Dichloropropene ug/l1.024.0 5-22725.0 NDN/A 96 2 20

Dibromochloromethane ug/l1.027.9 53-14925.0 1.75N/A 104 3 20

Ethylbenzene ug/l1.027.0 37-16225.0 NDN/A 108 5 20

Methylene Chloride ug/l2.022.2 5-22125.0 NDN/A 89 9 20

Tetrachloroethene ug/l1.027.7 64-14825.0 NDN/A 111 2 20

Toluene ug/l1.028.3 47-15025.0 NDN/A 113 5 20

trans-1,2-Dichloroethene ug/l1.025.9 54-15625.0 NDN/A 103 4 20

trans-1,3-Dichloropropene ug/l1.021.9 17-18325.0 NDN/A 88 0.05 20

Trichloroethene ug/l1.025.5 71-15725.0 NDN/A 102 0.3 20

Trichlorofluoromethane ug/l1.025.9 17-18125.0 NDN/A 103 2 20

Vinyl chloride ug/l1.023.3 5-25125.0 NDN/A 93 5 20

25.0 70-130Surrogate: 4-Bromofluorobenzene ug/l25.5 102

25.0 70-130Surrogate: Dibromofluoromethane ug/l24.4 97

25.0 70-130Surrogate: Toluene-d8 ug/l25.9 104
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APS - Four Corners Power Plant
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Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

PURGEABLES BY GC/MS, TENTATIVELY IDENTIFIED COMPOUNDS

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0903  Extracted: 12/24/12 

Blank Analyzed: 12/24/2012 (12L0903-BLK1) 

bis(chloromethyl) ether ug/lNAND T7N/A

Batch: 12L0924  Extracted: 12/26/12 

Blank Analyzed: 12/26/2012 (12L0924-BLK1) 

bis(chloromethyl) ether ug/lNAND T7N/A
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Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

ACID & BASE/NEUTRALS BY GC/MS (EPA 625)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0874  Extracted: 12/22/12 

Blank Analyzed: 12/28/2012 (12L0874-BLK1) 

n-Nitrosodimethylamine ug/l10ND N/A

Bis(2-chloroethyl)ether ug/l10ND N/A

Phenol ug/l10ND N/A

2-Chlorophenol ug/l10ND N/A

Bis(2-chloroisopropyl)ether ug/l10ND N/A

Hexachloroethane ug/l10ND N/A

n-Nitroso-di-n-propylamine ug/l10ND N/A

Nitrobenzene ug/l10ND N/A

Isophorone ug/l10ND N/A

2-Nitrophenol ug/l15ND N/A

2,4-Dimethylphenol ug/l10ND N/A

Bis(2-chloroethoxy)methane ug/l10ND N/A

2,4-Dichlorophenol ug/l10ND N/A

1,2,4-Trichlorobenzene ug/l10ND N/A

Naphthalene ug/l10ND N/A

Hexachlorobutadiene ug/l10ND N/A

4-Chloro-3-methylphenol ug/l10ND N/A

Hexachlorocyclopentadiene ug/l10ND N/A

2,4,6-Trichlorophenol ug/l10ND N/A

2-Chloronaphthalene ug/l10ND N/A

Acenaphthylene ug/l10ND N/A

Dimethyl phthalate ug/l20ND N/A

2,6-Dinitrotoluene ug/l10ND CN/A

Acenaphthene ug/l10ND N/A

2,4-Dinitrophenol ug/l50ND CN/A

2,4-Dinitrotoluene ug/l10ND CN/A

4-Nitrophenol ug/l25ND N/A

Fluorene ug/l10ND N/A

4-Chlorophenyl phenyl ether ug/l10ND N/A

Diethyl phthalate ug/l10ND N/A

4,6-Dinitro-2-methylphenol ug/l50ND CN/A
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APS - Four Corners Power Plant
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Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

ACID & BASE/NEUTRALS BY GC/MS (EPA 625)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0874  Extracted: 12/22/12 

Blank Analyzed: 12/28/2012 (12L0874-BLK1) 

n-Nitrosodiphenylamine ug/l10ND N/A

1,2-Diphenylhydrazine (as Azobenzene) ug/l10ND N/A

4-Bromophenyl phenyl ether ug/l10ND N/A

Hexachlorobenzene ug/l10ND N/A

Pentachlorophenol ug/l50ND N/A

Phenanthrene ug/l10ND N/A

Anthracene ug/l10ND N/A

Di-n-butyl phthalate ug/l10ND N/A

Fluoranthene ug/l10ND N/A

Benzidine ug/l50ND N/A

Pyrene ug/l10ND N/A

Butyl benzyl phthalate ug/l10ND N/A

3,3-Dichlorobenzidine ug/l10ND N/A

Benzanthracene ug/l10ND N/A

Chrysene ug/l10ND N/A

Bis(2-ethylhexyl)phthalate ug/l10ND N/A

Di-n-octyl phthalate ug/l10ND N/A

Benzo(b)fluoranthene ug/l10ND N/A

Benzo(k)fluoranthene ug/l10ND N/A

Benzo(a)pyrene ug/l10ND N/A

Indeno(1,2,3-cd)pyrene ug/l10ND N/A

Dibenz(a,h)anthracene ug/l10ND N/A

Benzo(g,h,i)perylene ug/l10ND N/A

n-Decane (C10) ug/l15ND N/A

1,3-Dichlorobenzene ug/l10ND T4N/A

1,4-Dichlorobenzene ug/l10ND T4N/A

1,2-Dichlorobenzene ug/l10ND T4N/A

Benzyl alcohol ug/l10ND T4N/A

2-Methylphenol ug/l10ND N/A

3&4-Methylphenol ug/l10ND N/A

n-Octadecane (C18) ug/l15ND N/A
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4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

ACID & BASE/NEUTRALS BY GC/MS (EPA 625)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0874  Extracted: 12/22/12 

Blank Analyzed: 12/28/2012 (12L0874-BLK1) 

Carbazole ug/l10ND N/A

100 10-78Surrogate: 2-Fluorophenol ug/l53.1 53

100 10-51Surrogate: Phenol-d6 ug/l31.4 31

100 22-116Surrogate: Nitrobenzene-d5 ug/l86.6 87

100 40-91Surrogate: 2-Fluorobiphenyl ug/l76.3 76

100 14-122Surrogate: 2,4,6-Tribromophenol ug/l87.9 88

100 10-117Surrogate: 4-Terphenyl-d14 ug/l54.0 54

LCS Analyzed: 12/28/2012 (12L0874-BS1) M16

n-Nitrosodimethylamine ug/l1049.3 37-7780.0N/A 62

Bis(2-chloroethyl)ether ug/l1059.6 12-15880.0N/A 74

Phenol ug/l1030.9 10-11280.0N/A 39

2-Chlorophenol ug/l1058.9 23-13480.0N/A 74

Bis(2-chloroisopropyl)ether ug/l1052.7 36-16680.0N/A 66

Hexachloroethane ug/l1079.9 40-113120N/A 67

n-Nitroso-di-n-propylamine ug/l1056.8 10-23080.0N/A 71

Nitrobenzene ug/l1069.6 35-18080.0N/A 87

Isophorone ug/l1048.2 21-19680.0N/A 60

2-Nitrophenol ug/l1575.3 29-18280.0N/A 94

2,4-Dimethylphenol ug/l1059.7 32-11980.0N/A 75

Bis(2-chloroethoxy)methane ug/l1065.8 33-18480.0N/A 82

2,4-Dichlorophenol ug/l1068.9 39-13580.0N/A 86

1,2,4-Trichlorobenzene ug/l1092.1 44-142120N/A 77

Naphthalene ug/l1064.7 21-13380.0N/A 81

Hexachlorobutadiene ug/l1058.6 24-11680.0N/A 73

4-Chloro-3-methylphenol ug/l1066.3 22-14780.0N/A 83

Hexachlorocyclopentadiene ug/l1046.0 17-7380.0N/A 58

2,4,6-Trichlorophenol ug/l1067.7 37-14480.0N/A 85

2-Chloronaphthalene ug/l1097.0 60-118120N/A 81

Acenaphthylene ug/l1066.1 33-14580.0N/A 83

Dimethyl phthalate ug/l20102 10-112120N/A 85

2,6-Dinitrotoluene ug/l1077.3 50-15880.0 CN/A 97
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Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

ACID & BASE/NEUTRALS BY GC/MS (EPA 625)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0874  Extracted: 12/22/12 

LCS Analyzed: 12/28/2012 (12L0874-BS1) M16

Acenaphthene ug/l1067.0 47-14580.0N/A 84

2,4-Dinitrophenol ug/l50120 10-191120 CN/A 100

2,4-Dinitrotoluene ug/l1078.0 39-13980.0 CN/A 98

4-Nitrophenol ug/l2550.5 10-132120N/A 42

Fluorene ug/l1068.4 59-12180.0N/A 85

4-Chlorophenyl phenyl ether ug/l1069.8 25-15880.0N/A 87

Diethyl phthalate ug/l1068.3 10-11480.0N/A 85

4,6-Dinitro-2-methylphenol ug/l50124 10-181120 CN/A 103

n-Nitrosodiphenylamine ug/l1061.3 50-10080.0N/A 77

1,2-Diphenylhydrazine (as Azobenzene) ug/l1062.8 60-10880.0N/A 78

4-Bromophenyl phenyl ether ug/l1072.3 53-12780.0N/A 90

Hexachlorobenzene ug/l1071.6 10-15280.0N/A 89

Pentachlorophenol ug/l50103 14-176120N/A 86

Phenanthrene ug/l1070.1 54-12080.0N/A 88

Anthracene ug/l1067.7 27-13380.0N/A 85

Di-n-butyl phthalate ug/l1069.5 10-11880.0N/A 87

Fluoranthene ug/l1072.5 26-13780.0N/A 91

Benzidine ug/l5088.1 10-102120N/A 73

Pyrene ug/l1069.6 52-11580.0N/A 87

Butyl benzyl phthalate ug/l1067.7 10-15280.0N/A 85

3,3-Dichlorobenzidine ug/l1066.9 10-26280.0N/A 84

Benzanthracene ug/l1069.1 33-14380.0N/A 86

Chrysene ug/l1069.6 17-16880.0N/A 87

Bis(2-ethylhexyl)phthalate ug/l1068.4 10-15880.0N/A 86

Di-n-octyl phthalate ug/l1066.2 10-14680.0N/A 83

Benzo(b)fluoranthene ug/l1064.5 24-15980.0N/A 81

Benzo(k)fluoranthene ug/l1070.5 11-16280.0N/A 88

Benzo(a)pyrene ug/l1068.4 17-16380.0N/A 86

Indeno(1,2,3-cd)pyrene ug/l1075.7 10-17180.0N/A 95

Dibenz(a,h)anthracene ug/l1074.8 10-22780.0N/A 94

Benzo(g,h,i)perylene ug/l1075.8 10-21980.0N/A 95
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Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

ACID & BASE/NEUTRALS BY GC/MS (EPA 625)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0874  Extracted: 12/22/12 

LCS Analyzed: 12/28/2012 (12L0874-BS1) M16

n-Decane (C10) ug/l1564.0 10-88120N/A 53

1,3-Dichlorobenzene ug/l1056.7 10-17280.0 T4N/A 71

1,4-Dichlorobenzene ug/l1056.7 20-12480.0 T4N/A 71

1,2-Dichlorobenzene ug/l1058.1 32-12980.0 T4N/A 73

Benzyl alcohol ug/l1054.7 50-9880.0 T4N/A 68

2-Methylphenol ug/l1054.0 51-9280.0N/A 67

3&4-Methylphenol ug/l1051.8 46-8980.0N/A 65

n-Octadecane (C18) ug/l1559.7 11-98120N/A 50

Carbazole ug/l1070.7 60-11580.0N/A 88

100 32-66Surrogate: 2-Fluorophenol ug/l53.7 54

100 20-46Surrogate: Phenol-d6 ug/l32.9 33

100 48-101Surrogate: Nitrobenzene-d5 ug/l87.9 88

100 44-94Surrogate: 2-Fluorobiphenyl ug/l78.4 78

100 51-110Surrogate: 2,4,6-Tribromophenol ug/l89.2 89

100 10-113Surrogate: 4-Terphenyl-d14 ug/l56.0 56

LCS Dup Analyzed: 12/28/2012 (12L0874-BSD1) M16

n-Nitrosodimethylamine ug/l1047.7 37-7780.0N/A 60 3 31

Bis(2-chloroethyl)ether ug/l1060.3 12-15880.0N/A 75 1 21

Phenol ug/l1030.1 10-11280.0N/A 38 3 30

2-Chlorophenol ug/l1059.2 23-13480.0N/A 74 0.5 20

Bis(2-chloroisopropyl)ether ug/l1053.2 36-16680.0N/A 66 0.9 20

Hexachloroethane ug/l1069.6 40-113120N/A 58 14 31

n-Nitroso-di-n-propylamine ug/l1057.6 10-23080.0N/A 72 1 22

Nitrobenzene ug/l1070.0 35-18080.0N/A 87 0.5 20

Isophorone ug/l1048.6 21-19680.0N/A 61 0.8 20

2-Nitrophenol ug/l1576.3 29-18280.0N/A 95 1 20

2,4-Dimethylphenol ug/l1061.2 32-11980.0N/A 76 2 20

Bis(2-chloroethoxy)methane ug/l1066.9 33-18480.0N/A 84 2 21

2,4-Dichlorophenol ug/l1070.6 39-13580.0N/A 88 2 20

1,2,4-Trichlorobenzene ug/l1088.3 44-142120N/A 74 4 23

Naphthalene ug/l1063.9 21-13380.0N/A 80 1 20
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12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

ACID & BASE/NEUTRALS BY GC/MS (EPA 625)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0874  Extracted: 12/22/12 

LCS Dup Analyzed: 12/28/2012 (12L0874-BSD1) M16

Hexachlorobutadiene ug/l1056.9 24-11680.0N/A 71 3 34

4-Chloro-3-methylphenol ug/l1067.1 22-14780.0N/A 84 1 20

Hexachlorocyclopentadiene ug/l1047.5 17-7380.0N/A 59 3 32

2,4,6-Trichlorophenol ug/l1069.9 37-14480.0N/A 87 3 20

2-Chloronaphthalene ug/l1097.7 60-118120N/A 81 0.7 21

Acenaphthylene ug/l1066.8 33-14580.0N/A 84 1 20

Dimethyl phthalate ug/l20104 10-112120N/A 87 3 20

2,6-Dinitrotoluene ug/l1080.5 50-15880.0 CN/A 101 4 20

Acenaphthene ug/l1067.2 47-14580.0N/A 84 0.4 20

2,4-Dinitrophenol ug/l50122 10-191120 CN/A 101 1 35

2,4-Dinitrotoluene ug/l1079.2 39-13980.0 CN/A 99 1 21

4-Nitrophenol ug/l2546.8 10-132120N/A 39 8 27

Fluorene ug/l1068.9 59-12180.0N/A 86 0.8 20

4-Chlorophenyl phenyl ether ug/l1071.9 25-15880.0N/A 90 3 20

Diethyl phthalate ug/l1068.2 10-11480.0N/A 85 0.1 21

4,6-Dinitro-2-methylphenol ug/l50130 10-181120 CN/A 108 5 20

n-Nitrosodiphenylamine ug/l1062.5 50-10080.0N/A 78 2 20

1,2-Diphenylhydrazine (as Azobenzene) ug/l1064.0 60-10880.0N/A 80 2 20

4-Bromophenyl phenyl ether ug/l1073.8 53-12780.0N/A 92 2 20

Hexachlorobenzene ug/l1073.5 10-15280.0N/A 92 3 20

Pentachlorophenol ug/l50106 14-176120N/A 88 3 20

Phenanthrene ug/l1071.1 54-12080.0N/A 89 1 20

Anthracene ug/l1069.7 27-13380.0N/A 87 3 20

Di-n-butyl phthalate ug/l1070.3 10-11880.0N/A 88 1 20

Fluoranthene ug/l1073.0 26-13780.0N/A 91 0.7 20

Benzidine ug/l5094.6 10-102120N/A 79 7 35

Pyrene ug/l1071.7 52-11580.0N/A 90 3 20

Butyl benzyl phthalate ug/l1070.1 10-15280.0N/A 88 4 20

3,3-Dichlorobenzidine ug/l1068.7 10-26280.0N/A 86 3 20

Benzanthracene ug/l1070.3 33-14380.0N/A 88 2 20

Chrysene ug/l1071.0 17-16880.0N/A 89 2 20
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12/17/12-12/18/12
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Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

ACID & BASE/NEUTRALS BY GC/MS (EPA 625)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0874  Extracted: 12/22/12 

LCS Dup Analyzed: 12/28/2012 (12L0874-BSD1) M16

Bis(2-ethylhexyl)phthalate ug/l1069.0 10-15880.0N/A 86 0.8 20

Di-n-octyl phthalate ug/l1066.7 10-14680.0N/A 83 0.7 22

Benzo(b)fluoranthene ug/l1064.5 24-15980.0N/A 81 0 23

Benzo(k)fluoranthene ug/l1072.0 11-16280.0N/A 90 2 26

Benzo(a)pyrene ug/l1070.3 17-16380.0N/A 88 3 21

Indeno(1,2,3-cd)pyrene ug/l1078.8 10-17180.0N/A 98 4 25

Dibenz(a,h)anthracene ug/l1077.9 10-22780.0N/A 97 4 26

Benzo(g,h,i)perylene ug/l1080.5 10-21980.0N/A 101 6 27

n-Decane (C10) ug/l1545.3 10-88120N/A 38 34 35

1,3-Dichlorobenzene ug/l1053.4 10-17280.0 T4N/A 67 6 30

1,4-Dichlorobenzene ug/l1054.1 20-12480.0 T4N/A 68 5 28

1,2-Dichlorobenzene ug/l1056.0 32-12980.0 T4N/A 70 4 25

Benzyl alcohol ug/l1054.7 50-9880.0 T4N/A 68 0.04 29

2-Methylphenol ug/l1054.4 51-9280.0N/A 68 0.8 23

3&4-Methylphenol ug/l1051.6 46-8980.0N/A 64 0.4 22

n-Octadecane (C18) ug/l1582.5 11-98120N/A 69 32 34

Carbazole ug/l1070.8 60-11580.0N/A 88 0.1 34

100 32-66Surrogate: 2-Fluorophenol ug/l50.9 51

100 20-46Surrogate: Phenol-d6 ug/l31.3 31

100 48-101Surrogate: Nitrobenzene-d5 ug/l89.1 89

100 44-94Surrogate: 2-Fluorobiphenyl ug/l76.5 77

100 51-110Surrogate: 2,4,6-Tribromophenol ug/l90.5 91

100 10-113Surrogate: 4-Terphenyl-d14 ug/l52.1 52
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4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

ORGANOCHLORINE PESTICIDES AND PCBS BY GC (EPA 608)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0746  Extracted: 12/19/12 

Blank Analyzed: 12/31/2012 (12L0746-BLK1) 

alpha-BHC ug/l0.050ND N/A

gamma-BHC (Lindane) ug/l0.050ND N/A

beta-BHC ug/l0.050ND N/A

Heptachlor ug/l0.050ND N/A

delta-BHC ug/l0.050ND N/A

Aldrin ug/l0.050ND N/A

Heptachlor epoxide ug/l0.050ND N/A

Endosulfan I ug/l0.050ND N/A

4,4'-DDE ug/l0.050ND N/A

Dieldrin ug/l0.050ND N/A

Endrin ug/l0.050ND N/A

4,4'-DDD ug/l0.050ND N/A

Endosulfan II ug/l0.050ND N/A

4,4'-DDT ug/l0.050ND N/A

Endrin aldehyde ug/l0.050ND N/A

Endosulfan sulfate ug/l0.050ND N/A

Toxaphene ug/l1.0ND N/A

Chlordane ug/l0.50ND N/A

Aroclor 1016 ug/l1.0ND N/A

Aroclor 1221 ug/l1.0ND N/A

Aroclor 1232 ug/l1.0ND N/A

Aroclor 1242 ug/l1.0ND N/A

Aroclor 1248 ug/l1.0ND N/A

Aroclor 1254 ug/l1.0ND N/A

Aroclor 1260 ug/l1.0ND N/A

1.00 10-132Surrogate: Tetrachloro-m-xylene ug/l0.856 86

1.00 10-103Surrogate: Decachlorobiphenyl ug/l0.557 56
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4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

ORGANOCHLORINE PESTICIDES AND PCBS BY GC (EPA 608)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0746  Extracted: 12/19/12 

LCS Analyzed: 12/31/2012 (12L0746-BS1) MNR

alpha-BHC ug/l0.0501.45 37-1341.00 LN/A 145

gamma-BHC (Lindane) ug/l0.0501.47 32-1271.00 LN/A 147

beta-BHC ug/l0.0501.38 17-1471.00N/A 138

Heptachlor ug/l0.0501.36 34-1111.00 LN/A 136

delta-BHC ug/l0.0501.39 19-1401.00N/A 139

Aldrin ug/l0.0501.30 42-1221.00 LN/A 130

Heptachlor epoxide ug/l0.0501.42 37-1421.00N/A 142

Endosulfan I ug/l0.0501.47 45-1531.00N/A 147

4,4'-DDE ug/l0.0501.21 30-1451.00N/A 121

Dieldrin ug/l0.0501.41 36-1461.00N/A 141

Endrin ug/l0.0501.39 30-1471.00N/A 139

4,4'-DDD ug/l0.0501.31 31-1411.00N/A 131

Endosulfan II ug/l0.0501.46 5-1501.00N/A 146

4,4'-DDT ug/l0.0501.24 25-1601.00N/A 124

Endrin aldehyde ug/l0.0501.50 60-1301.00 LN/A 150

Endosulfan sulfate ug/l0.0501.47 25-1441.00 LN/A 147

1.00 39-132Surrogate: Tetrachloro-m-xylene ug/l1.27 127

1.00 10-81Surrogate: Decachlorobiphenyl ug/l0.812 81

LCS Analyzed: 01/01/2013 (12L0746-BS2) 

Aroclor 1016 ug/l1.09.17 50-11410.0N/A 92

Aroclor 1260 ug/l1.09.62 5-12710.0 CN/A 96

1.00 39-132Surrogate: Tetrachloro-m-xylene ug/l0.841 84

1.00 10-81Surrogate: Decachlorobiphenyl ug/l0.512 51

LCS Dup Analyzed: 12/31/2012 (12L0746-BSD1) MNR

alpha-BHC ug/l0.0500.977 37-1341.00 R14N/A 98 39 28

gamma-BHC (Lindane) ug/l0.0501.00 32-1271.00 R14N/A 100 38 28

beta-BHC ug/l0.0500.956 17-1471.00 R-7N/A 96 36 28

Heptachlor ug/l0.0500.980 34-1111.00N/A 98 32 33

delta-BHC ug/l0.0500.930 19-1401.00 R-7N/A 93 40 28

Aldrin ug/l0.0500.968 42-1221.00N/A 97 29 33
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

ORGANOCHLORINE PESTICIDES AND PCBS BY GC (EPA 608)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0746  Extracted: 12/19/12 

LCS Dup Analyzed: 12/31/2012 (12L0746-BSD1) MNR

Heptachlor epoxide ug/l0.0501.04 37-1421.00 R-7N/A 104 31 29

Endosulfan I ug/l0.0501.06 45-1531.00 R-7N/A 106 32 30

4,4'-DDE ug/l0.0500.865 30-1451.00N/A 87 33 35

Dieldrin ug/l0.0501.02 36-1461.00 R-7N/A 102 32 30

Endrin ug/l0.0500.996 30-1471.00N/A 100 33 35

4,4'-DDD ug/l0.0500.926 31-1411.00 R-7N/A 93 35 33

Endosulfan II ug/l0.0501.04 5-1501.00 R-7N/A 104 34 30

4,4'-DDT ug/l0.0500.872 25-1601.00N/A 87 35 35

Endrin aldehyde ug/l0.0501.05 60-1301.00 R14N/A 105 36 30

Endosulfan sulfate ug/l0.0501.01 25-1441.00 R14N/A 101 37 30

1.00 39-132Surrogate: Tetrachloro-m-xylene ug/l0.911 91

1.00 10-81Surrogate: Decachlorobiphenyl ug/l0.527 53
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

TOTAL METALS

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0890  Extracted: 12/26/12 

Blank Analyzed: 12/26/2012 (12L0890-BLK1) 

Mercury mg/l0.00020ND N/A

LCS Analyzed: 12/26/2012 (12L0890-BS1) 

Mercury mg/l0.000200.0102 85-1150.0100N/A 102

LCS Dup Analyzed: 12/26/2012 (12L0890-BSD1) 

Mercury mg/l0.000200.0103 85-1150.0100N/A 103 0.1 20

Matrix Spike Analyzed: 12/26/2012 (12L0890-MS1) Source: PVL0855-01

Mercury mg/l0.000200.0108 70-1300.0100 NDN/A 108

Matrix Spike Dup Analyzed: 12/26/2012 (12L0890-MSD1) Source: PVL0855-01

Mercury mg/l0.000200.0101 70-1300.0100 NDN/A 101 7 20

Batch: 12L0940  Extracted: 12/26/12 

Blank Analyzed: 12/27/2012-12/31/2012 (12L0940-BLK1) 

Aluminum mg/l0.20ND N/A

Antimony mg/l0.040ND N/A

Arsenic mg/l0.10ND N/A

Barium mg/l0.010ND N/A

Beryllium mg/l0.0010ND N/A

Boron mg/l0.20ND N/A

Cadmium mg/l0.0010ND N/A

Chromium mg/l0.010ND N/A

Cobalt mg/l0.040ND N/A

Copper mg/l0.010ND N/A

Iron mg/l0.10ND N/A

Lead mg/l0.015ND N/A

Magnesium mg/l2.0ND N/A

Manganese mg/l0.010ND N/A

Molybdenum mg/l0.010ND N/A

Nickel mg/l0.010ND N/A

Selenium mg/l0.10ND N/A
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

TOTAL METALS

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0940  Extracted: 12/26/12 

Blank Analyzed: 12/27/2012-12/31/2012 (12L0940-BLK1) 

Silver mg/l0.010ND N/A

Thallium mg/l0.10ND N/A

Tin mg/l0.10ND N/A

Titanium mg/l0.10ND N/A

Zinc mg/l0.050ND N/A

LCS Analyzed: 12/27/2012-12/31/2012 (12L0940-BS1) 

Aluminum mg/l0.202.10 85-1152.00N/A 105

Antimony mg/l0.0401.03 85-1151.00N/A 103

Arsenic mg/l0.100.992 85-1151.00N/A 99

Barium mg/l0.0101.04 85-1151.00N/A 104

Beryllium mg/l0.00101.02 85-1151.00N/A 102

Boron mg/l0.201.03 85-1151.00N/A 103

Cadmium mg/l0.00101.03 85-1151.00N/A 103

Chromium mg/l0.0101.03 85-1151.00N/A 103

Cobalt mg/l0.0401.02 85-1151.00N/A 102

Copper mg/l0.0101.04 85-1151.00N/A 104

Iron mg/l0.101.03 85-1151.00N/A 103

Lead mg/l0.0150.999 85-1151.00N/A 100

Magnesium mg/l2.021.6 85-11521.0N/A 103

Manganese mg/l0.0101.04 85-1151.00N/A 104

Molybdenum mg/l0.0101.02 85-1151.00N/A 102

Nickel mg/l0.0101.03 85-1151.00N/A 103

Selenium mg/l0.101.03 85-1151.00N/A 103

Silver mg/l0.0100.0789 85-1150.0750N/A 105

Thallium mg/l0.101.10 85-1151.00N/A 110

Tin mg/l0.101.05 85-1151.00N/A 105

Titanium mg/l0.101.02 85-1151.00N/A 102

Zinc mg/l0.0501.05 85-1151.00N/A 105
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454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

TOTAL METALS

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0940  Extracted: 12/26/12 

LCS Dup Analyzed: 12/27/2012-12/31/2012 (12L0940-BSD1) 

Aluminum mg/l0.202.11 85-1152.00N/A 105 0.2 20

Antimony mg/l0.0401.04 85-1151.00N/A 104 0.9 20

Arsenic mg/l0.101.00 85-1151.00N/A 100 1 20

Barium mg/l0.0101.05 85-1151.00N/A 105 0.8 20

Beryllium mg/l0.00101.02 85-1151.00N/A 102 0.02 20

Boron mg/l0.201.04 85-1151.00N/A 104 1 20

Cadmium mg/l0.00101.03 85-1151.00N/A 103 0.6 20

Chromium mg/l0.0101.04 85-1151.00N/A 104 0.6 20

Cobalt mg/l0.0401.03 85-1151.00N/A 103 0.8 20

Copper mg/l0.0101.05 85-1151.00N/A 105 1 20

Iron mg/l0.101.02 85-1151.00N/A 102 0.08 20

Lead mg/l0.0151.01 85-1151.00N/A 101 1 20

Magnesium mg/l2.021.6 85-11521.0N/A 103 0.06 20

Manganese mg/l0.0101.03 85-1151.00N/A 103 0.7 20

Molybdenum mg/l0.0101.03 85-1151.00N/A 103 1 20

Nickel mg/l0.0101.04 85-1151.00N/A 104 0.5 20

Selenium mg/l0.101.05 85-1151.00N/A 105 2 20

Silver mg/l0.0100.0785 85-1150.0750N/A 105 0.6 20

Thallium mg/l0.101.10 85-1151.00N/A 110 0.3 20

Tin mg/l0.101.07 85-1151.00N/A 107 2 20

Titanium mg/l0.101.02 85-1151.00N/A 102 0.01 20

Zinc mg/l0.0501.06 85-1151.00N/A 106 1 20

Matrix Spike Analyzed: 12/27/2012-12/31/2012 (12L0940-MS1) Source: PVL1263-06

Aluminum mg/l0.202.35 70-1302.00 0.138N/A 111

Antimony mg/l0.0401.04 70-1301.00 NDN/A 104

Arsenic mg/l0.101.01 70-1301.00 NDN/A 101

Barium mg/l0.0101.17 70-1301.00 0.154N/A 101

Beryllium mg/l0.00101.01 70-1301.00 NDN/A 101

Boron mg/l0.201.53 70-1301.00 0.514N/A 101

Cadmium mg/l0.00101.02 70-1301.00 NDN/A 102
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Attention:  Arnold Slowman

Sampled:
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Project ID:
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 METHOD BLANK/QC DATA 

LevelResult Limit
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Result
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RPD
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Data
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Batch: 12L0940  Extracted: 12/26/12 

Matrix Spike Analyzed: 12/27/2012-12/31/2012 (12L0940-MS1) Source: PVL1263-06

Chromium mg/l0.0101.02 70-1301.00 NDN/A 102

Cobalt mg/l0.0401.00 70-1301.00 NDN/A 100

Copper mg/l0.0101.07 70-1301.00 NDN/A 107

Iron mg/l0.101.15 70-1301.00 0.0983N/A 105

Lead mg/l0.0150.993 70-1301.00 NDN/A 99

Magnesium mg/l2.050.9 70-13021.0 32.0N/A 90

Manganese mg/l0.0101.04 70-1301.00 0.0160N/A 102

Molybdenum mg/l0.0101.02 70-1301.00 0.00854N/A 101

Nickel mg/l0.0101.01 70-1301.00 NDN/A 101

Selenium mg/l0.101.04 70-1301.00 0.0193N/A 102

Silver mg/l0.0100.0786 70-1300.0750 NDN/A 105

Thallium mg/l0.101.07 70-1301.00 NDN/A 107

Tin mg/l0.101.04 70-1301.00 NDN/A 104

Titanium mg/l0.101.02 70-1301.00 NDN/A 102

Zinc mg/l0.0501.04 70-1301.00 0.0130N/A 103

Matrix Spike Dup Analyzed: 12/27/2012-12/31/2012 (12L0940-MSD1) Source: PVL1263-06

Aluminum mg/l0.202.37 70-1302.00 0.138N/A 112 1 20

Antimony mg/l0.0401.04 70-1301.00 NDN/A 104 0.6 20

Arsenic mg/l0.101.01 70-1301.00 NDN/A 101 0.02 20

Barium mg/l0.0101.18 70-1301.00 0.154N/A 102 0.9 20

Beryllium mg/l0.00101.01 70-1301.00 NDN/A 101 0.5 20

Boron mg/l0.201.55 70-1301.00 0.514N/A 104 1 20

Cadmium mg/l0.00101.03 70-1301.00 NDN/A 103 0.2 20

Chromium mg/l0.0101.02 70-1301.00 NDN/A 102 0.1 20

Cobalt mg/l0.0401.00 70-1301.00 NDN/A 100 0.1 20

Copper mg/l0.0101.08 70-1301.00 NDN/A 108 0.7 20

Iron mg/l0.101.13 70-1301.00 0.0983N/A 103 2 20

Lead mg/l0.0150.991 70-1301.00 NDN/A 99 0.3 20

Magnesium mg/l2.051.6 70-13021.0 32.0N/A 93 1 20

Manganese mg/l0.0101.04 70-1301.00 0.0160N/A 102 0.3 20
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Project ID:
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NPDES Priority Pollutants Outfall 01A-MLC

TOTAL METALS

 METHOD BLANK/QC DATA 

LevelResult Limit
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RPD
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Data
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Batch: 12L0940  Extracted: 12/26/12 

Matrix Spike Dup Analyzed: 12/27/2012-12/31/2012 (12L0940-MSD1) Source: PVL1263-06

Molybdenum mg/l0.0101.04 70-1301.00 0.00854N/A 103 2 20

Nickel mg/l0.0101.02 70-1301.00 NDN/A 102 0.2 20

Selenium mg/l0.101.04 70-1301.00 0.0193N/A 102 0.2 20

Silver mg/l0.0100.0796 70-1300.0750 NDN/A 106 1 20

Thallium mg/l0.101.09 70-1301.00 NDN/A 109 2 20

Tin mg/l0.101.04 70-1301.00 NDN/A 104 0.08 20

Titanium mg/l0.101.03 70-1301.00 NDN/A 103 0.6 20

Zinc mg/l0.0501.04 70-1301.00 0.0130N/A 103 0.2 20
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Result

Source

%REC

%REC
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RPD
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Data

QualifiersMDL

Batch: 12L0730  Extracted: 12/19/12 

Blank Analyzed: 12/19/2012 (12L0730-BLK1) 

Biochemical Oxygen Demand mg/l5.0ND N/A

LCS Analyzed: 12/19/2012 (12L0730-BS1) 

Biochemical Oxygen Demand mg/l5.0202 84.6-115.4198N/A 102

Duplicate Analyzed: 12/19/2012 (12L0730-DUP1) Source: PVL1260-02

Biochemical Oxygen Demand mg/l5.0340 365N/A 7 20

Duplicate Analyzed: 12/19/2012 (12L0730-DUP2) Source: PVL1298-02

Biochemical Oxygen Demand mg/l501090 1070N/A 2 20

Batch: 12L0757  Extracted: 12/19/12 

Blank Analyzed: 12/19/2012 (12L0757-BLK1) 

Bromide mg/l0.50ND N/A

Fluoride mg/l0.40ND N/A

Nitrate-N mg/l0.20ND N/A

Nitrite-N mg/l0.20ND N/A

Sulfate mg/l2.0ND N/A

LCS Analyzed: 12/19/2012 (12L0757-BS1) 

Bromide mg/l0.504.04 90-1104.00N/A 101

Fluoride mg/l0.403.77 90-1104.00N/A 94

Nitrate-N mg/l0.204.09 90-1104.00N/A 102

Nitrite-N mg/l0.203.94 90-1104.00N/A 98

Sulfate mg/l2.019.8 90-11020.0 M-3N/A 99
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12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

INORGANICS

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0757  Extracted: 12/19/12 

LCS Dup Analyzed: 12/19/2012 (12L0757-BSD1) 

Bromide mg/l0.504.02 90-1104.00N/A 101 0.5 20

Fluoride mg/l0.403.76 90-1104.00N/A 94 0.3 20

Nitrate-N mg/l0.204.06 90-1104.00N/A 102 0.6 15

Nitrite-N mg/l0.203.93 90-1104.00N/A 98 0.03 15

Sulfate mg/l2.019.7 90-11020.0 M-3N/A 99 0.5 15

Matrix Spike Analyzed: 12/19/2012 (12L0757-MS1) Source: PVL1278-04

Bromide mg/l0.504.34 80-1204.00 0.145N/A 105

Fluoride mg/l0.403.99 80-1204.00 0.172N/A 96

Nitrate-N mg/l0.206.79 80-1204.00 2.46N/A 108

Nitrite-N mg/l0.204.18 80-1204.00 NDN/A 105

Matrix Spike Dup Analyzed: 12/19/2012 (12L0757-MSD1) Source: PVL1278-04

Bromide mg/l0.504.31 80-1204.00 0.145N/A 104 0.6 20

Fluoride mg/l0.403.98 80-1204.00 0.172N/A 95 0.3 20

Nitrate-N mg/l0.206.78 80-1204.00 2.46N/A 108 0.1 15

Nitrite-N mg/l0.204.19 80-1204.00 NDN/A 105 0.2 15

Batch: 12L0789  Extracted: 12/20/12 

Blank Analyzed: 12/21/2012 (12L0789-BLK1) 

Phosphorus,Total - P mg/l0.10ND N/A

LCS Analyzed: 12/21/2012 (12L0789-BS1) 

Phosphorus,Total - P mg/l0.100.308 90-1100.300N/A 103

LCS Dup Analyzed: 12/21/2012 (12L0789-BSD1) 

Phosphorus,Total - P mg/l0.100.304 90-1100.300N/A 101 1 20
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Attention:  Arnold Slowman

Sampled:
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

INORGANICS

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0789  Extracted: 12/20/12 

Matrix Spike Analyzed: 12/21/2012 (12L0789-MS1) Source: PVL1184-01

Phosphorus,Total - P mg/l1.03.17 80-1200.300 MHA2.85N/A 107

Matrix Spike Dup Analyzed: 12/21/2012 (12L0789-MSD1) Source: PVL1184-01

Phosphorus,Total - P mg/l1.03.09 80-1200.300 MHA2.85N/A 80 3 20

Batch: 12L0832  Extracted: 12/21/12 

Blank Analyzed: 12/21/2012 (12L0832-BLK1) 

Total Suspended Solids mg/l10ND N/A

LCS Analyzed: 12/21/2012 (12L0832-BS1) 

Total Suspended Solids mg/l10184 90-110200N/A 92

LCS Dup Analyzed: 12/21/2012 (12L0832-BSD1) 

Total Suspended Solids mg/l10186 90-110200N/A 93 1 10

Duplicate Analyzed: 12/21/2012 (12L0832-DUP1) Source: PVL1234-01

Total Suspended Solids mg/l40264 284N/A 7 10

Duplicate Analyzed: 12/21/2012 (12L0832-DUP2) Source: PVL1306-01

Total Suspended Solids mg/l401350 1340N/A 0.9 10

Batch: 12L0838  Extracted: 12/24/12 

Blank Analyzed: 12/24/2012 (12L0838-BLK1) 

Sulfide mg/l0.050ND N/A
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12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

INORGANICS

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0838  Extracted: 12/21/12 

Blank Analyzed: 12/24/2012 (12L0838-BLK2) 

Sulfide mg/l0.050ND N/A

LCS Analyzed: 12/24/2012 (12L0838-BS1) 

Sulfide mg/l0.0500.444 80-1200.500N/A 89

LCS Dup Analyzed: 12/24/2012 (12L0838-BSD1) 

Sulfide mg/l0.0500.444 80-1200.500N/A 89 0 20

Matrix Spike Analyzed: 12/24/2012 (12L0838-MS2) Source: PVL1211-03

Sulfide mg/l0.0500.486 80-1200.500 NDN/A 97

Matrix Spike Dup Analyzed: 12/24/2012 (12L0838-MSD2) Source: PVL1211-03

Sulfide mg/l0.0500.482 80-1200.500 NDN/A 96 0.8 20

Batch: 12L0864  Extracted: 12/21/12 

Blank Analyzed: 12/21/2012 (12L0864-BLK1) 

Cyanide, Total mg/l0.050ND N/A

LCS Analyzed: 12/21/2012 (12L0864-BS1) 

Cyanide, Total mg/l0.0500.0449 90-1100.0500N/A 90

LCS Dup Analyzed: 12/21/2012 (12L0864-BSD1) 

Cyanide, Total mg/l0.0500.0460 90-1100.0500N/A 92 3 20

Matrix Spike Analyzed: 12/21/2012 (12L0864-MS1) Source: PVL1426-01

Cyanide, Total mg/l0.0500.0950 80-1200.100 NDN/A 95
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Sampled:
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

INORGANICS

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0864  Extracted: 12/21/12 

Matrix Spike Dup Analyzed: 12/21/2012 (12L0864-MSD1) Source: PVL1426-01

Cyanide, Total mg/l0.0500.0882 80-1200.100 NDN/A 88 7 20

Batch: 12L0929  Extracted: 12/26/12 

Blank Analyzed: 12/26/2012 (12L0929-BLK1) 

Ammonia-N mg/l0.50ND N/A

LCS Analyzed: 12/26/2012 (12L0929-BS1) 

Ammonia-N mg/l0.5023.2 80-12025.0N/A 93

LCS Dup Analyzed: 12/26/2012 (12L0929-BSD1) 

Ammonia-N mg/l0.5026.5 80-12025.0N/A 106 13 20

Matrix Spike Analyzed: 12/26/2012 (12L0929-MS1) Source: PVL1261-03

Ammonia-N mg/l0.5019.0 80-12025.0 M8NDN/A 76

Matrix Spike Dup Analyzed: 12/26/2012 (12L0929-MSD1) Source: PVL1261-03

Ammonia-N mg/l0.5018.6 80-12025.0 M8NDN/A 74 2 20

Batch: 12L0954  Extracted: 12/26/12 

Blank Analyzed: 12/26/2012 (12L0954-BLK1) 

Sulfate mg/l2.0ND N/A

LCS Analyzed: 12/26/2012 (12L0954-BS1) 

Sulfate mg/l2.019.8 90-11020.0 M-3N/A 99
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Attention:  Arnold Slowman

Sampled:
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12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

INORGANICS

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0954  Extracted: 12/26/12 

LCS Dup Analyzed: 12/26/2012 (12L0954-BSD1) 

Sulfate mg/l2.019.7 90-11020.0 M-3N/A 99 0.1 15

Batch: 12L0974  Extracted: 12/27/12 

Blank Analyzed: 12/27/2012 (12L0974-BLK1) 

Chemical Oxygen Demand mg/l20ND N/A

LCS Analyzed: 12/27/2012 (12L0974-BS1) 

Chemical Oxygen Demand mg/l20194 90-110200N/A 97

LCS Dup Analyzed: 12/27/2012 (12L0974-BSD1) 

Chemical Oxygen Demand mg/l20195 90-110200N/A 98 0.6 20

Matrix Spike Analyzed: 12/27/2012 (12L0974-MS1) Source: PVL0855-01

Chemical Oxygen Demand mg/l20199 80-120200 NDN/A 99

Matrix Spike Dup Analyzed: 12/27/2012 (12L0974-MSD1) Source: PVL0855-01

Chemical Oxygen Demand mg/l20216 80-120200 NDN/A 108 8 20
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TOTAL ORGANIC CARBON (SM 5310B)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result
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%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 12L0785  Extracted: 12/20/12 

Blank Analyzed: 12/24/2012 (12L0785-BLK1) 

Total Organic Carbon mg/l1.0ND N/A

LCS Analyzed: 12/24/2012 (12L0785-BS1) 

Total Organic Carbon mg/l1.019.0 90-11020.0N/A 95

LCS Dup Analyzed: 12/24/2012 (12L0785-BSD1) 

Total Organic Carbon mg/l1.019.1 90-11020.0N/A 96 0.6 20

Matrix Spike Analyzed: 12/24/2012 (12L0785-MS1) Source: PVL0855-01

Total Organic Carbon mg/l1.019.9 90-11020.0 NDN/A 100

Matrix Spike Dup Analyzed: 12/24/2012 (12L0785-MSD1) Source: PVL0855-01

Total Organic Carbon mg/l1.019.7 90-11020.0 NDN/A 98 1 20

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 67 of 75>



4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

Tetra Chlorinated Dioxins & Furans ID HRGC/HRMS

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 8384  Extracted: 01/08/13 

Blank Analyzed: 01/09/2013 (8488-4) Source: 

2,3,7,8-TCDD pg/L10ND -N/A

2000 31-137Surrogate: 13C-2,3,7,8-TCDD pg/L1120 56

800 42-164Surrogate: 37Cl4-2,3,7,8-TCDD pg/L756 95

LCS Analyzed: 01/09/2013 (8488-5) Source: 

2,3,7,8-TCDD pg/L10192 73-146200N/A 96

2000 25-141Surrogate: 13C-2,3,7,8-TCDD pg/L837 42

800 42-164Surrogate: 37Cl4-2,3,7,8-TCDD pg/L738 92

LCS Dup Analyzed: 01/09/2013 (8488-6) Source: 

2,3,7,8-TCDD pg/L10190 73-146200N/A 95 1 50

2000 25-141Surrogate: 13C-2,3,7,8-TCDD pg/L978 49

800 42-164Surrogate: 37Cl4-2,3,7,8-TCDD pg/L764 95
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Nitrogen, Total Kjeldahl

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 48082  Extracted: 01/02/13 

Matrix Spike Analyzed: 01/03/2013 (48298-21) Source: 490-48298-20

Kjeldahl Nitrogen as N mg/L0.103.15 90-1102.500.060 94

Matrix Spike Dup Analyzed: 01/03/2013 (48298-22) Source: 490-48298-20

Kjeldahl Nitrogen as N mg/L0.102.89 90-1102.50 M20.060 84 9 20

Blank Analyzed: 01/03/2013 (48298-3) Source: 

Kjeldahl Nitrogen as N mg/L0.10ND -0.060

LCS Analyzed: 01/03/2013 (48298-4) Source: 

Kjeldahl Nitrogen as N mg/L0.102.42 90-1102.500.060 97

LCS Dup Analyzed: 01/03/2013 (48298-5) Source: 

Kjeldahl Nitrogen as N mg/L0.102.37 90-1102.500.060 95 2 20
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Phenolics, Total Recoverable

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 48466  Extracted: 01/04/13 

Blank Analyzed: 01/04/2013 (48632-3) Source: 

Phenolics, Total Recoverable mg/L0.050ND -0.020

LCS Analyzed: 01/04/2013 (48632-4) Source: 

Phenolics, Total Recoverable mg/L0.0500.775 90-1100.7500.020 103

Matrix Spike Analyzed: 01/04/2013 (48632-6) Source: 490-48632-5

Phenolics, Total Recoverable mg/L0.0500.839 90-1100.7500.020 106
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NPDES Priority Pollutants Outfall 01A-MLC

Sulfite

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 47201  Extracted: 12/28/12 

Duplicate Analyzed: 12/28/2012 (151676X) Source: PVL1263-06

Sulfite mg/L5.0ND -ND4.0 NC 20

Blank Analyzed: 12/28/2012 (47201-1) Source: 

Sulfite mg/L5.0ND -4.0

LCS Analyzed: 12/28/2012 (47201-2) Source: 

Sulfite mg/L5.019.6 90-11020.04.0 98
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Volatile Organic Compounds (GC/MS)

 METHOD BLANK/QC DATA 

LevelResult Limit

Reporting

Units

Spike

Result

Source

%REC

%REC

Limits RPD

RPD

Limit Analyte

Data

QualifiersMDL

Batch: 45410  Extracted: 12/20/12 

Matrix Spike Analyzed: 12/20/2012 (151671S) Source: PVL1263-01

2-Chloroethyl vinyl ether ug/L5.085.9 10-305100 ND1.6 86

Acrolein ug/L5048.5 10-150100 E4ND0.85 49

Acrylonitrile ug/L1076.4 56-142100 ND3.3 76

30.0 62-143Surrogate: 1,2-Dichloroethane-d4 (Surr) ug/L28.7 96

30.0 76-124Surrogate: 4-Bromofluorobenzene (Surr) ug/L31.0 103

30.0 67-129Surrogate: Dibromofluoromethane (Surr) ug/L30.5 102

30.0 60-144Surrogate: Toluene-d8 (Surr) ug/L28.9 96

LCS Analyzed: 12/20/2012 (45410-3) Source: 

2-Chloroethyl vinyl ether ug/L5.098.8 10-3051001.6 99

Acrolein ug/L5074.4 10-1501000.85 74

Acrylonitrile ug/L1098.1 56-1421003.3 98

30.0 62-143Surrogate: 1,2-Dichloroethane-d4 (Surr) ug/L28.5 95

30.0 76-124Surrogate: 4-Bromofluorobenzene (Surr) ug/L30.4 101

30.0 67-129Surrogate: Dibromofluoromethane (Surr) ug/L30.0 100

30.0 60-144Surrogate: Toluene-d8 (Surr) ug/L28.9 96

Blank Analyzed: 12/20/2012 (45410-4) Source: 

2-Chloroethyl vinyl ether ug/L5.0ND -1.6

Acrolein ug/L50ND -0.85

Acrylonitrile ug/L10ND -3.3

30.0 62-143Surrogate: 1,2-Dichloroethane-d4 (Surr) ug/L28.9 96

30.0 76-124Surrogate: 4-Bromofluorobenzene (Surr) ug/L29.8 99

30.0 67-129Surrogate: Dibromofluoromethane (Surr) ug/L30.3 101

30.0 60-144Surrogate: Toluene-d8 (Surr) ug/L29.8 99

LCS Dup Analyzed: 12/20/2012 (45410-5) Source: 

2-Chloroethyl vinyl ether ug/L5.0106 10-3051001.6 106 7

Acrolein ug/L5074.4 10-1501000.85 74 0

Acrylonitrile ug/L1099.4 56-1421003.3 99 1

30.0 62-143Surrogate: 1,2-Dichloroethane-d4 (Surr) ug/L28.5 95

30.0 76-124Surrogate: 4-Bromofluorobenzene (Surr) ug/L30.5 102

30.0 67-129Surrogate: Dibromofluoromethane (Surr) ug/L29.8 99

30.0 60-144Surrogate: Toluene-d8 (Surr) ug/L29.1 97
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DATA QUALIFIERS AND DEFINITIONS

C Calibration Verification recovery was above the method control limit for this analyte.  Analyte not detected, data not 

impacted.

E4 Concentration estimated.  Analyte was detected below laboratory minimum reporting level (MRL).

L Laboratory Control Sample and/or Laboratory Control Sample Duplicate recovery was above the acceptance limits.  

Analyte not detected, data not impacted.

M16 There was no MS/MSD analyzed with this batch due to the nature of the source sample matrix.

M2 Matrix spike recovery was low; the associated blank spike recovery was acceptable.

M-3 Results exceeded the linear range in the MS/MSD and therefore are not available for reporting.  The batch was 

accepted based on acceptable recovery in the Blank Spike (LCS).

M8 The MS and/or MSD were below the acceptance limits.  See Blank Spike (LCS).

MHA Due to high levels of analyte in the sample, the MS/MSD calculation does not provide useful spike recovery 

information. See Blank Spike (LCS).

MNR No results were reported for the MS/MSD.  The sample used for the MS/MSD required dilution due to the sample 

matrix.  Because of this, the spike compounds were diluted below the detection limit.

N1 See case narrative.

R14 RPD exceeded acceptance limits for the LCS/LCSD and the LCS and/or LCSD recovery exceeded acceptance limits.  

The analyte was not detected in the associated samples; therefore, the data is not impacted.

R-7 LFB/LFBD RPD exceeded the acceptance limit.  Recovery met acceptance criteria.

RL1 Reporting limit raised due to sample matrix effects.

T4 The cited licensed method does not contain this analyte as part of the method compound list.

T7 Tentatively identified compound.  Concentration is estimated based on the closest internal standard.

Z3 The sample required a dilution due to the nature of the sample matrix.  Because of this dilution, the surrogate spike 

concentration in the sample was reduced to a level where the recovery calculation does not provide useful 

information.

Relative Percent DifferenceRPD

Analyte NOT DETECTED at or above the reporting limit or MDL, if MDL is specified.ND

ADDITIONAL COMMENTS

All identifications are tentative and concentrations are estimates based upon spectral comparison to the EPA/NIH library.

For TICs:

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 73 of 75>



4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

Certification Summary

Method Matrix Nelac Arizona

TestAmerica Phoenix

Water XEPA 1664A

Water XEPA 200.7

Water XEPA 245.1

Water XEPA 300.0

Water XEPA 608

XWater XEPA 624

Water XEPA 625

XWater XEPA 8260B

WaterM4500-N C

Water XSM 2540D

Water XSM 4500CN-E

Water XSM 4500NH3-D

Water XSM 4500-P B, E

Water XSM 4500S C,D

Water XSM 5210B

Water XSM 5220D

Water XSM 5310B

Nevada and NELAP provide analyte specific accreditations.  Analyte specific information for TestAmerica may be obtained by contacting 

the laboratory or visiting our website at www.testamericainc.com

Subcontracted Laboratories

Aquatic Consulting & Testing  

1525 W. University, Suite 106 - Tempe, AZ 85281

Analysis Performed: Color
Samples: PVL1263-06

Analysis Performed: Surfactants
Samples: PVL1263-06

Fiberquant Analytical  Arizona Cert #AZ0633

5025 S. 33rd Street - Phoenix, AZ 85040

Analysis Performed: Asbestos By TEM
Samples: PVL1263-06

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 74 of 75>



4625 East Cotton Center Blvd. Ste 189,  Phoenix, AZ  85040 (602) 437-3340  Fax:(602) 

454-9303

APS - Four Corners Power Plant

County Road 6675, Stn. 4915

Fruitland, NM 87416

Attention:  Arnold Slowman

Sampled:

Received:

12/17/12-12/18/12

12/19/12Report Number:

Project ID:

PVL1263

NPDES Priority Pollutants Outfall 01A-MLC

Radiation Safety Engineering, Inc.  Arizona Cert #AZ0462

3245 N. Washington St. - Chandler, AZ 85225-1121

Analysis Performed: Gross Alpha
Samples: PVL1263-06

Analysis Performed: Gross Beta
Samples: PVL1263-06

Analysis Performed: Radium 226
Samples: PVL1263-06

Analysis Performed: Radium 228
Samples: PVL1263-06

TestAmerica - Nashville, TN  Arizona Cert #AZ0473

2960 Foster Creighton Drive - Nashville, TN 37204

Method Performed: 351.2
Samples: PVL1263-06

Method Performed: 420.4
Samples: PVL1263-05

Method Performed: 624
Samples: PVL1263-01, PVL1263-02, PVL1263-03, PVL1263-04, PVL1263-07

Method Performed: SM 4500 SO3 B
Samples: PVL1263-06

TestAmerica West Sacramento  

880 Riverside Parkway - West Sacramento, CA 95605

Method Performed: 1613B
Samples: PVL1263-06

Project Manager

TestAmerica Phoenix

PVL1263

Kylie Emily

The results pertain only to the samples tested in the laboratory.  This report shall not be reproduced, 

except in full, without written permission from TestAmerica. <Page 75 of 75>
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Received: 12/20/2012

Date Time

10:00

Filtered: 12/20/2012 11:04

Analyzed: 12/28/2012 10:30

Sampled: 12/18/2012 14:20 By: Yassie, D/Woolfolk, C.
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Analyzed: 12/28/2012 10:30

Lab Number Client Number Date Filtered Vol (ml) #GOs GO Area AsbestosTypeMFL>10um Sensitivity (MFL>10um)

Analysis Results:

Condition

Job Number: 201211707

2012-11707- 1 PVL1263-06 12/18/2012 2 20 0.00969 -<2.5 2.5acceptable

8/6/2012
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Job Number: 201211707

QA Report:       Job Number: 201211707

1.  Calibrations

TEM magnification. date of last.

TEM camera constant. date of last.

EDS performance check (k-factors, resolution, low-e perf.). date of last.

TEM stage drift, minimum beam size. date of last.

plasma  asher. date of last.

 NVLAP proficiency testing

verified counts. cum. % true positives

verification of diffraction pattern identifications. cum. % correct 

verification of EDS spectra. cum. % correct

2.  Blanks (1/25 samples required)

3.  Recounts (1/17 samples required)

,(%,

((%:

(:%�

8/6/2012

12/10/2012

12/28/2012

12/12/2012

12/12/2012

Not Requred This Job

Not Requred This Job

4.  Analyst Performance

Current
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